WEST VERMONT SITE
SPEEDWAY, MARION COUNTY, INDIANA
DATA VALIDATION REPORT

Date: September 24, 2013

Laboratory: Pace Analytical Services, Inc. (Pace), Indianapolis, Indiana

Laboratory Project #: 5086585

Data Validation Performed By: Lisa Graczyk, Weston Solutions, Inc. (WESTON®) Superfund
Technical Assessment and Response Team (START)

Weston Analytical TDD/Work Order #: S05-0001-1306-013/20405.016.001.2190.00

This data validation report has been prepared by WESTON START under the START 11l Region V
contract. This report documents the data validation for 14 groundwater samples plus 1 trip blank
collected for the West Vermont Site that were analyzed for the following parameters and methods.

e Volatile Organic Compounds (VOC) by SW-846 Method 8260
A level Il data package was requested from Pace. The data validation was conducted in general
accordance with the U.S. Environmental Protection Agency “Contract Laboratory Program National
Functional Guidance for Superfund Organic Methods Data Review” dated June 2008. The Attachment
contains the results summary sheets with the hand-written qualifiers applied during data validation.

VOCs BY EPA SW-846 METHOD 8260

1. Samples

The following table summarizes the samples for which this data validation is being conducted.

Date Date

Samples Lab ID Matrix | Collected Analyzed

WVS-TRIP BLANK-091013 5086585001 Water 9/10/2013 9/17/2013
WVS-MWWES-04A-091013 5086585002 Water 9/10/2013 9/17/2013
WVS-MWWES-04B-091013 5086585003 Water 9/10/2013 9/17/2013
WVS-MWWES-03A-091013 5086585004 Water 9/10/2013 9/17/2013
WVS-MWWES-03B-091013 5086585005 Water 9/10/2013 9/17/2013
WVS-MWWES-05A-091013 5086585006 Water 9/10/2013 9/17/2013
WVS-MWWES-05B-091013 5086585007 Water 9/10/2013 9/17/2013
WVS-MWWES-DUP1-091013 5086585008 Water 9/10/2013 9/17/2013
WVS-MWWES-05C-091113 5086585009 Water 9/11/2013 9/17/2013
WVS-MWWES-02A-091113 5086585010 Water 9/11/2013 9/17/2013
WVS-MWWES-02B-091113 5086585011 Water 9/11/2013 9/17/2013
WVS-MWWES-02C-091113 5086585012 Water 9/11/2013 9/17/2013
WVS-MWWES-01A-091113 5086585013 Water 9/11/2013 9/17/2013
WVS-MWWES-01B-091113 5086585014 Water 9/11/2013 9/17/2013




Data Validation Report
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Laboratory Project #: 5086585

Date Date
Samples Lab ID Matrix | Collected Analyzed
WVS-MWWES-01C-091113 5086585015 Water 9/11/2013 9/18/2013

2. Holding Times

The samples were analyzed within the required holding time limit of 14 days from sample
collection.

3. Blanks

Method blanks and a trip blank were analyzed with the VOC analyses and were free of target
compound contamination above the reporting limit.

4. Surrogate Recovery Results

The surrogate recoveries were within the laboratory established quality control (QC) limits.

5. Laboratory Control Sample (LCS) Results

The LCS recoveries were within laboratory QC limits except for as follows. For one compound,
the recovery was 4 percent above the QC limit; however, this compound was not detected in the
samples and no qualification was required.

6. Matrix Spike (MS) and Matrix Spike Duplicate (MSD) Results

A site-specific MS and MSD were analyzed. The percent recoveries and relative percent
differences (RPD) were within QC limits.

7. Field Duplicate Results

Sample WVS-MWWES-DUP1-091013 is a field duplicate of sample WVS-MWWES-03A-
091013. Both samples contained no detections of VOCs indicating good correlation between the
samples.

8. Overall Assessment

The VOC data are acceptable for use based on the information received.
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www.pacelabs.com

September 19, 2013

Ms. Lisa Graczyk

Weston Solutions, Inc. / Dynamac
20 North Wacker Drive

Suite 1210

Chicago, IL 60606

RE: Project: West Vermont
Pace Project No.: 5086585

Dear Ms. Graczyk:

Pace Analytical Services, Inc.
1233 Dublin Road
Columbus, OH 43215

(614)486-5421

Pace Analytical Services, Inc.
7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Enclosed are the analytical results for sample(s) received by the laboratory on September 12, 2013.
The results relate only to the samples included in this report. Results reported herein conform to the
most current TNI standards and the laboratory's Quality Assurance Manual, where applicable, unless

otherwise noted in the body of the

report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,

7

Kenneth Hunt

kenneth.hunt@pacelabs.com
Project Manager

Enclosures

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

Page 1 of 48



Pace Analytical Services, Inc. Pace Analytical Services, Inc.

. ®
aceAnalyncal 1233 Dublin Road 7726 Moller Road
- www.pacelabs.com Columbus, OH 43215 Indianapolis, IN 46268
(614)486-5421 (317)875-5894
CERTIFICATIONS
Project: West Vermont
Pace Project No.: 5086585
Indiana Certification IDs
7726 Moller Road, Indianapolis, IN 46268 Louisiana/NELAC Certification #: 04076
lllinois Certification #: 200074 Ohio VAP Certification #: 101170-0
Indiana Certification #: C-49-06 Pennsylvania Certification #: 68-04991
Kansas Certification #: E-10247 West Virginia Certification #: 330

Kentucky Certification #: 0042

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.. Page 2 of 48
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Project:
Pace Project No.:

West Vermont
5086585

Pace Analytical Services, Inc.

1233 Dublin Road

Columbus, OH 43215

SAMPLE SUMMARY

(614)486-5421

Pace Analytical Services, Inc.
7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Lab ID

Sample ID

Matrix

Date Collected

Date Received

5086585001
5086585002
5086585003
5086585004
5086585005
5086585006
5086585007
5086585008
5086585009
5086585010
5086585011
5086585012
5086585013
5086585014
5086585015

WVS-Tripblank-091013

WVS-MWWES-04A-091013
WVS-MWWES-04B-091013
WVS-MWWES-03A-091013
WVS-MWWES-03B-091013
WVS-MWWES-05A-091013
WVS-MWWES-05B-091013

WVS-MWWES-DUP1-091013

WVS-MWWES-05C-091113
WVS-MWWES-02A-091113
WVS-MWWES-02B-091113
WVS-MWWES-02C-091113
WVS-MWWES-01A-091113
WVS-MWWES-01B-091113
WVS-MWWES-01C-091113

Water
Water
Water
Water
Water
Water
Water
Water
Water
Water
Water
Water
Water
Water
Water

09/10/13 08:00
09/10/13 10:10
09/10/13 11:20
09/10/13 13:30
09/10/13 14:50
09/10/13 16:55
09/10/13 18:10
09/10/13 08:00
09/11/13 09:10
09/11/13 13:30
09/11/13 14:45
09/11/13 16:10
09/11/13 18:05
09/11/13 19:10
09/11/13 20:10

09/12/13 09:00
09/12/13 09:00
09/12/13 09:00
09/12/13 09:00
09/12/13 09:00
09/12/13 09:00
09/12/13 09:00
09/12/13 09:00
09/12/13 09:00
09/12/13 09:00
09/12/13 09:00
09/12/13 09:00
09/12/13 09:00
09/12/13 09:00
09/12/13 09:00

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..

Page 3 of 48
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Pace Analytical Services, Inc.
1233 Dublin Road
Columbus, OH 43215

(614)486-5421

SAMPLE ANALYTE COUNT

Pace Analytical Services, Inc.
7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Project: West Vermont
Pace Project No.: 5086585

Analytes
Lab ID Sample ID Method Analysts Reported
5086585001 WVS-Tripblank-091013 EPA 8260 RSW 56
5086585002 WVS-MWWES-04A-091013 EPA 8260 RSW 56
5086585003 WVS-MWWES-04B-091013 EPA 8260 RSW 56
5086585004 WVS-MWWES-03A-091013 EPA 8260 RSW 56
5086585005 WVS-MWWES-03B-091013 EPA 8260 RSW 56
5086585006 WVS-MWWES-05A-091013 EPA 8260 RSW 56
5086585007 WVS-MWWES-05B-091013 EPA 8260 RSW 56
5086585008 WVS-MWWES-DUP1-091013 EPA 8260 RSW 56
5086585009 WVS-MWWES-05C-091113 EPA 8260 RSW 56
5086585010 WVS-MWWES-02A-091113 EPA 8260 RSW 56
5086585011 WVS-MWWES-02B-091113 EPA 8260 RSW 56
5086585012 WVS-MWWES-02C-091113 EPA 8260 RSW 56
5086585013 WVS-MWWES-01A-091113 EPA 8260 RSW 56
5086585014 WVS-MWWES-01B-091113 EPA 8260 RSW 56
5086585015 WVS-MWWES-01C-091113 EPA 8260 RSW 56

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

Page 4 of 48
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West Vermont
5086585

Project:
Pace Project No.:

Pace Analytical Services, Inc.

ANALYTICAL RESULTS

1233 Dublin Road
Columbus, OH 43215

(614)486-5421

Pace Analytical Services, Inc.

7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Sample: WVS-Tripblank-091013

Lab ID: 5086585001

Collected: 09/10/13 08:00 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 09/17/13 01:17 67-64-1
Benzene ND ug/L 5.0 1 09/17/13 01:17 71-43-2
Bromochloromethane ND ug/L 5.0 1 09/17/13 01:17 74-97-5
Bromodichloromethane ND ug/L 5.0 1 09/17/13 01:17 75-27-4
Bromoform ND ug/L 5.0 1 09/17/13 01:17 75-25-2
Bromomethane ND ug/L 5.0 1 09/17/13 01:17 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 09/17/13 01:17 78-93-3
Carbon disulfide ND ug/L 10.0 1 09/17/13 01:17 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 09/17/13 01:17 56-23-5
Chlorobenzene ND ug/L 5.0 1 09/17/13 01:17 108-90-7
Chloroethane ND ug/L 5.0 1 09/17/13 01:17 75-00-3
Chloroform ND ug/L 5.0 1 09/17/13 01:17 67-66-3
Chloromethane ND ug/L 5.0 1 09/17/13 01:17 74-87-3
Cyclohexane ND ug/L 100 1 09/17/13 01:17 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 09/17/13 01:17 96-12-8
Dibromochloromethane ND ug/L 5.0 1 09/17/13 01:17 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 09/17/13 01:17 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 09/17/13 01:17 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 09/17/13 01:17 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 09/17/13 01:17 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 09/17/13 01:17 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 09/17/13 01:17 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 09/17/13 01:17 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 09/17/13 01:17 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 01:17 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 01:17 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 09/17/13 01:17 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 01:17 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 01:17 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 09/17/13 01:17 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 09/17/13 01:17 100-41-4
2-Hexanone ND ug/L 25.0 1 09/17/13 01:17 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 09/17/13 01:17 98-82-8
Methyl acetate ND ug/L 50.0 1 09/17/13 01:17 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 09/17/13 01:17 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 09/17/13 01:17 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 09/17/13 01:17 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 09/17/13 01:17 1634-04-4
Styrene ND ug/L 5.0 1 09/17/13 01:17 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 09/17/13 01:17 79-34-5
Tetrachloroethene ND ug/L 5.0 1 09/17/13 01:17 127-18-4
Toluene ND ug/L 5.0 1 09/17/13 01:17 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 09/17/13 01:17 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 09/17/13 01:17 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 09/17/13 01:17 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 09/17/13 01:17 79-00-5
Trichloroethene ND ug/L 5.0 1 09/17/13 01:17 79-01-6

Date: 09/19/2013 01:26 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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West Vermont
5086585

Project:
Pace Project No.:

ANALYTICAL RESULTS

Pace Analytical Services, Inc.

1233 Dublin Road
Columbus, OH 43215

(614)486-5421

Pace Analytical Services, Inc.

7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Sample: WVS-Tripblank-091013

Lab ID: 5086585001

Collected: 09/10/13 08:00 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Trichlorofluoromethane ND ug/L 5.0 1 09/17/13 01:17 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 09/17/13 01:17 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 09/17/13 01:17 76-13-1
Vinyl chloride ND ug/L 2.0 1 09/17/13 01:17 75-01-4
mé&p-Xylene ND ug/L 5.0 1 09/17/13 01:17 179601-23-1
o-Xylene ND ug/L 5.0 1 09/17/13 01:17 95-47-6
Surrogates
Dibromofluoromethane (S) 95 %. 79-116 1 09/17/13 01:17 1868-53-7
4-Bromofluorobenzene (S) 93 %. 80-114 1 09/17/13 01:17 460-00-4
Toluene-d8 (S) 100 %. 81-110 1 09/17/13 01:17 2037-26-5

Date: 09/19/2013 01:26 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Project:

Pace Project No.: 5086585

West Vermont

Pace Analytical Services, Inc.
1233 Dublin Road
Columbus, OH 43215

(614)486-5421

Pace Analytical Services, Inc.
7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

ANALYTICAL RESULTS

Sample: WVS-MWWES-04A-091013

Lab ID: 5086585002

Collected: 09/10/13 10:10 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 09/17/13 01:50 67-64-1
Benzene ND ug/L 5.0 1 09/17/13 01:50 71-43-2
Bromochloromethane ND ug/L 5.0 1 09/17/13 01:50 74-97-5
Bromodichloromethane ND ug/L 5.0 1 09/17/13 01:50 75-27-4
Bromoform ND ug/L 5.0 1 09/17/13 01:50 75-25-2
Bromomethane ND ug/L 5.0 1 09/17/13 01:50 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 09/17/13 01:50 78-93-3
Carbon disulfide ND ug/L 10.0 1 09/17/13 01:50 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 09/17/13 01:50 56-23-5
Chlorobenzene ND ug/L 5.0 1 09/17/13 01:50 108-90-7
Chloroethane ND ug/L 5.0 1 09/17/13 01:50 75-00-3
Chloroform ND ug/L 5.0 1 09/17/13 01:50 67-66-3
Chloromethane ND ug/L 5.0 1 09/17/13 01:50 74-87-3
Cyclohexane ND ug/L 100 1 09/17/13 01:50 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 09/17/13 01:50 96-12-8
Dibromochloromethane ND ug/L 5.0 1 09/17/13 01:50 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 09/17/13 01:50 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 09/17/13 01:50 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 09/17/13 01:50 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 09/17/13 01:50 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 09/17/13 01:50 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 09/17/13 01:50 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 09/17/13 01:50 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 09/17/13 01:50 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 01:50 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 01:50 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 09/17/13 01:50 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 01:50 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 01:50 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 09/17/13 01:50 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 09/17/13 01:50 100-41-4
2-Hexanone ND ug/L 25.0 1 09/17/13 01:50 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 09/17/13 01:50 98-82-8
Methyl acetate ND ug/L 50.0 1 09/17/13 01:50 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 09/17/13 01:50 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 09/17/13 01:50 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 09/17/13 01:50 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 09/17/13 01:50 1634-04-4
Styrene ND ug/L 5.0 1 09/17/13 01:50 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 09/17/13 01:50 79-34-5
Tetrachloroethene ND ug/L 5.0 1 09/17/13 01:50 127-18-4
Toluene ND ug/L 5.0 1 09/17/13 01:50 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 09/17/13 01:50 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 09/17/13 01:50 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 09/17/13 01:50 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 09/17/13 01:50 79-00-5
Trichloroethene ND ug/L 5.0 1 09/17/13 01:50 79-01-6

Date: 09/19/2013 01:26 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc. Pace Analytical Services, Inc.

" ®
aceAnalytlcal 1233 Dublin Road 7726 Moller Road
E www.pacelabs.com Columbus, OH 43215 Indianapolis, IN 46268
(614)486-5421 (317)875-5894

ANALYTICAL RESULTS

Project: West Vermont
Pace Project No.: 5086585

Sample: WVS-MWWES-04A-091013 Lab ID: 5086585002 Collected: 09/10/13 10:10 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Trichlorofluoromethane ND ug/L 5.0 1 09/17/13 01:50 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 09/17/13 01:50 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 09/17/13 01:50 76-13-1
Vinyl chloride ND ug/L 2.0 1 09/17/13 01:50 75-01-4
mé&p-Xylene ND ug/L 5.0 1 09/17/13 01:50 179601-23-1
o-Xylene ND ug/L 5.0 1 09/17/13 01:50 95-47-6
Surrogates
Dibromofluoromethane (S) 89 %. 79-116 1 09/17/13 01:50 1868-53-7
4-Bromofluorobenzene (S) 95 %. 80-114 1 09/17/13 01:50 460-00-4
Toluene-d8 (S) 100 %. 81-110 1 09/17/13 01:50 2037-26-5

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
Date: 09/19/2013 01:26 PM without the written consent of Pace Analytical Services, Inc.. Page 8 of 48
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Project:

Pace Project No.: 5086585

West Vermont

Pace Analytical Services, Inc.

ANALYTICAL RESULTS

1233 Dublin Road

Columbus, OH 43215

(614)486-5421

Pace Analytical Services, Inc.

7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Sample: WVS-MWWES-04B-091013

Lab ID: 5086585003

Collected: 09/10/13 11:20 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 09/17/13 02:22 67-64-1
Benzene ND ug/L 5.0 1 09/17/13 02:22 71-43-2
Bromochloromethane ND ug/L 5.0 1 09/17/13 02:22 74-97-5
Bromodichloromethane ND ug/L 5.0 1 09/17/13 02:22 75-27-4
Bromoform ND ug/L 5.0 1 09/17/13 02:22 75-25-2
Bromomethane ND ug/L 5.0 1 09/17/13 02:22 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 09/17/13 02:22 78-93-3
Carbon disulfide ND ug/L 10.0 1 09/17/13 02:22 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 09/17/13 02:22 56-23-5
Chlorobenzene ND ug/L 5.0 1 09/17/13 02:22 108-90-7
Chloroethane ND ug/L 5.0 1 09/17/13 02:22 75-00-3
Chloroform ND ug/L 5.0 1 09/17/13 02:22 67-66-3
Chloromethane ND ug/L 5.0 1 09/17/13 02:22 74-87-3
Cyclohexane ND ug/L 100 1 09/17/13 02:22 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 09/17/13 02:22 96-12-8
Dibromochloromethane ND ug/L 5.0 1 09/17/13 02:22 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 09/17/13 02:22 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 09/17/13 02:22 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 09/17/13 02:22 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 09/17/13 02:22 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 09/17/13 02:22 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 09/17/13 02:22 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 09/17/13 02:22 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 09/17/13 02:22 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 02:22 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 02:22 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 09/17/13 02:22 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 02:22 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 02:22 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 09/17/13 02:22 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 09/17/13 02:22 100-41-4
2-Hexanone ND ug/L 25.0 1 09/17/13 02:22 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 09/17/13 02:22 98-82-8
Methyl acetate ND ug/L 50.0 1 09/17/13 02:22 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 09/17/13 02:22 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 09/17/13 02:22 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 09/17/13 02:22 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 09/17/13 02:22 1634-04-4
Styrene ND ug/L 5.0 1 09/17/13 02:22 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 09/17/13 02:22 79-34-5
Tetrachloroethene ND ug/L 5.0 1 09/17/13 02:22 127-18-4
Toluene ND ug/L 5.0 1 09/17/13 02:22 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 09/17/13 02:22 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 09/17/13 02:22 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 09/17/13 02:22 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 09/17/13 02:22 79-00-5
Trichloroethene ND ug/L 5.0 1 09/17/13 02:22 79-01-6

Date: 09/19/2013 01:26 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc. Pace Analytical Services, Inc.

" ®
aceAnalytlcal 1233 Dublin Road 7726 Moller Road
E www.pacelabs.com Columbus, OH 43215 Indianapolis, IN 46268
(614)486-5421 (317)875-5894

ANALYTICAL RESULTS

Project: West Vermont
Pace Project No.: 5086585

Sample: WVS-MWWES-04B-091013 Lab ID: 5086585003 Collected: 09/10/13 11:20 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Trichlorofluoromethane ND ug/L 5.0 1 09/17/13 02:22 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 09/17/13 02:22 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 09/17/13 02:22 76-13-1
Vinyl chloride ND ug/L 2.0 1 09/17/13 02:22 75-01-4
mé&p-Xylene ND ug/L 5.0 1 09/17/13 02:22 179601-23-1
o-Xylene ND ug/L 5.0 1 09/17/13 02:22 95-47-6
Surrogates
Dibromofluoromethane (S) 90 %. 79-116 1 09/17/13 02:22 1868-53-7
4-Bromofluorobenzene (S) 92 %. 80-114 1 09/17/13 02:22 460-00-4
Toluene-d8 (S) 101 %. 81-110 1 09/17/13 02:22 2037-26-5

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
Date: 09/19/2013 01:26 PM without the written consent of Pace Analytical Services, Inc.. Page 10 of 48



ace Analytical

www.pacelabs.com

Project:

Pace Project No.: 5086585

West Vermont

Pace Analytical Services, Inc.

ANALYTICAL RESULTS

1233 Dublin Road

Columbus, OH 43215

(614)486-5421

Pace Analytical Services, Inc.

7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Sample: WVS-MWWES-03A-091013

Lab ID: 5086585004

Collected: 09/10/13 13:30 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 09/17/13 02:55 67-64-1
Benzene ND ug/L 5.0 1 09/17/13 02:55 71-43-2
Bromochloromethane ND ug/L 5.0 1 09/17/13 02:55 74-97-5
Bromodichloromethane ND ug/L 5.0 1 09/17/13 02:55 75-27-4
Bromoform ND ug/L 5.0 1 09/17/13 02:55 75-25-2
Bromomethane ND ug/L 5.0 1 09/17/13 02:55 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 09/17/13 02:55 78-93-3
Carbon disulfide ND ug/L 10.0 1 09/17/13 02:55 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 09/17/13 02:55 56-23-5
Chlorobenzene ND ug/L 5.0 1 09/17/13 02:55 108-90-7
Chloroethane ND ug/L 5.0 1 09/17/13 02:55 75-00-3
Chloroform ND ug/L 5.0 1 09/17/13 02:55 67-66-3
Chloromethane ND ug/L 5.0 1 09/17/13 02:55 74-87-3
Cyclohexane ND ug/L 100 1 09/17/13 02:55 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 09/17/13 02:55 96-12-8
Dibromochloromethane ND ug/L 5.0 1 09/17/13 02:55 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 09/17/13 02:55 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 09/17/13 02:55 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 09/17/13 02:55 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 09/17/13 02:55 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 09/17/13 02:55 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 09/17/13 02:55 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 09/17/13 02:55 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 09/17/13 02:55 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 02:55 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 02:55 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 09/17/13 02:55 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 02:55 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 02:55 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 09/17/13 02:55 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 09/17/13 02:55 100-41-4
2-Hexanone ND ug/L 25.0 1 09/17/13 02:55 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 09/17/13 02:55 98-82-8
Methyl acetate ND ug/L 50.0 1 09/17/13 02:55 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 09/17/13 02:55 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 09/17/13 02:55 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 09/17/13 02:55 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 09/17/13 02:55 1634-04-4
Styrene ND ug/L 5.0 1 09/17/13 02:55 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 09/17/13 02:55 79-34-5
Tetrachloroethene ND ug/L 5.0 1 09/17/13 02:55 127-18-4
Toluene ND ug/L 5.0 1 09/17/13 02:55 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 09/17/13 02:55 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 09/17/13 02:55 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 09/17/13 02:55 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 09/17/13 02:55 79-00-5
Trichloroethene ND ug/L 5.0 1 09/17/13 02:55 79-01-6

Date: 09/19/2013 01:26 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc. Pace Analytical Services, Inc.

" ®
aceAnalytlcal 1233 Dublin Road 7726 Moller Road
E www.pacelabs.com Columbus, OH 43215 Indianapolis, IN 46268
(614)486-5421 (317)875-5894

ANALYTICAL RESULTS

Project: West Vermont
Pace Project No.: 5086585

Sample: WVS-MWWES-03A-091013 Lab ID: 5086585004 Collected: 09/10/13 13:30 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Trichlorofluoromethane ND ug/L 5.0 1 09/17/13 02:55 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 09/17/13 02:55 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 09/17/13 02:55 76-13-1
Vinyl chloride ND ug/L 2.0 1 09/17/13 02:55 75-01-4
mé&p-Xylene ND ug/L 5.0 1 09/17/13 02:55 179601-23-1
o-Xylene ND ug/L 5.0 1 09/17/13 02:55 95-47-6
Surrogates
Dibromofluoromethane (S) 91 %. 79-116 1 09/17/13 02:55 1868-53-7
4-Bromofluorobenzene (S) 95 %. 80-114 1 09/17/13 02:55 460-00-4
Toluene-d8 (S) 102 %. 81-110 1 09/17/13 02:55 2037-26-5

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
Date: 09/19/2013 01:26 PM without the written consent of Pace Analytical Services, Inc.. Page 12 of 48



ace Analytical

www.pacelabs.com

Project:

Pace Project No.: 5086585

West Vermont

Pace Analytical Services, Inc.

ANALYTICAL RESULTS

1233 Dublin Road

Columbus, OH 43215

(614)486-5421

Pace Analytical Services, Inc.

7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Sample: WVS-MWWES-03B-091013

Lab ID: 5086585005

Collected: 09/10/13 14:50 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 09/17/13 03:27 67-64-1
Benzene ND ug/L 5.0 1 09/17/13 03:27 71-43-2
Bromochloromethane ND ug/L 5.0 1 09/17/13 03:27 74-97-5
Bromodichloromethane ND ug/L 5.0 1 09/17/13 03:27 75-27-4
Bromoform ND ug/L 5.0 1 09/17/13 03:27 75-25-2
Bromomethane ND ug/L 5.0 1 09/17/13 03:27 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 09/17/13 03:27 78-93-3
Carbon disulfide ND ug/L 10.0 1 09/17/13 03:27 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 09/17/13 03:27 56-23-5
Chlorobenzene ND ug/L 5.0 1 09/17/13 03:27 108-90-7
Chloroethane ND ug/L 5.0 1 09/17/13 03:27 75-00-3
Chloroform ND ug/L 5.0 1 09/17/13 03:27 67-66-3
Chloromethane ND ug/L 5.0 1 09/17/13 03:27 74-87-3
Cyclohexane ND ug/L 100 1 09/17/13 03:27 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 09/17/13 03:27 96-12-8
Dibromochloromethane ND ug/L 5.0 1 09/17/13 03:27 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 09/17/13 03:27 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 09/17/13 03:27 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 09/17/13 03:27 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 09/17/13 03:27 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 09/17/13 03:27 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 09/17/13 03:27 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 09/17/13 03:27 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 09/17/13 03:27 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 03:27 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 03:27 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 09/17/13 03:27 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 03:27 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 03:27 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 09/17/13 03:27 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 09/17/13 03:27 100-41-4
2-Hexanone ND ug/L 25.0 1 09/17/13 03:27 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 09/17/13 03:27 98-82-8
Methyl acetate ND ug/L 50.0 1 09/17/13 03:27 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 09/17/13 03:27 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 09/17/13 03:27 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 09/17/13 03:27 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 09/17/13 03:27 1634-04-4
Styrene ND ug/L 5.0 1 09/17/13 03:27 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 09/17/13 03:27 79-34-5
Tetrachloroethene ND ug/L 5.0 1 09/17/13 03:27 127-18-4
Toluene ND ug/L 5.0 1 09/17/13 03:27 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 09/17/13 03:27 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 09/17/13 03:27 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 09/17/13 03:27 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 09/17/13 03:27 79-00-5
Trichloroethene ND ug/L 5.0 1 09/17/13 03:27 79-01-6

Date: 09/19/2013 01:26 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc. Pace Analytical Services, Inc.

" ®
aceAnalytlcal 1233 Dublin Road 7726 Moller Road
E www.pacelabs.com Columbus, OH 43215 Indianapolis, IN 46268
(614)486-5421 (317)875-5894

ANALYTICAL RESULTS

Project: West Vermont
Pace Project No.: 5086585

Sample: WVS-MWWES-03B-091013 Lab ID: 5086585005 Collected: 09/10/13 14:50 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Trichlorofluoromethane ND ug/L 5.0 1 09/17/13 03:27 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 09/17/13 03:27 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 09/17/13 03:27 76-13-1
Vinyl chloride 7.5 ug/L 2.0 1 09/17/13 03:27 75-01-4
mé&p-Xylene ND ug/L 5.0 1 09/17/13 03:27 179601-23-1
o-Xylene ND ug/L 5.0 1 09/17/13 03:27 95-47-6
Surrogates
Dibromofluoromethane (S) 98 %. 79-116 1 09/17/13 03:27 1868-53-7
4-Bromofluorobenzene (S) 95 %. 80-114 1 09/17/13 03:27 460-00-4
Toluene-d8 (S) 101 %. 81-110 1 09/17/13 03:27 2037-26-5

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
Date: 09/19/2013 01:26 PM without the written consent of Pace Analytical Services, Inc.. Page 14 of 48



ace Analytical

www.pacelabs.com

Project:

Pace Project No.: 5086585

West Vermont

Pace Analytical Services, Inc.

ANALYTICAL RESULTS

1233 Dublin Road

Columbus, OH 43215

(614)486-5421

Pace Analytical Services, Inc.

7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Sample: WVS-MWWES-05A-091013

Lab ID: 5086585006

Collected: 09/10/13 16:55 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 09/17/13 03:59 67-64-1
Benzene ND ug/L 5.0 1 09/17/13 03:59 71-43-2
Bromochloromethane ND ug/L 5.0 1 09/17/13 03:59 74-97-5
Bromodichloromethane ND ug/L 5.0 1 09/17/13 03:59 75-27-4
Bromoform ND ug/L 5.0 1 09/17/13 03:59 75-25-2
Bromomethane ND ug/L 5.0 1 09/17/13 03:59 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 09/17/13 03:59 78-93-3
Carbon disulfide ND ug/L 10.0 1 09/17/13 03:59 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 09/17/13 03:59 56-23-5
Chlorobenzene ND ug/L 5.0 1 09/17/13 03:59 108-90-7
Chloroethane ND ug/L 5.0 1 09/17/13 03:59 75-00-3
Chloroform ND ug/L 5.0 1 09/17/13 03:59 67-66-3
Chloromethane ND ug/L 5.0 1 09/17/13 03:59 74-87-3
Cyclohexane ND ug/L 100 1 09/17/13 03:59 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 09/17/13 03:59 96-12-8
Dibromochloromethane ND ug/L 5.0 1 09/17/13 03:59 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 09/17/13 03:59 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 09/17/13 03:59 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 09/17/13 03:59 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 09/17/13 03:59 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 09/17/13 03:59 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 09/17/13 03:59 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 09/17/13 03:59 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 09/17/13 03:59 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 03:59 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 03:59 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 09/17/13 03:59 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 03:59 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 03:59 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 09/17/13 03:59 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 09/17/13 03:59 100-41-4
2-Hexanone ND ug/L 25.0 1 09/17/13 03:59 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 09/17/13 03:59 98-82-8
Methyl acetate ND ug/L 50.0 1 09/17/13 03:59 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 09/17/13 03:59 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 09/17/13 03:59 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 09/17/13 03:59 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 09/17/13 03:59 1634-04-4
Styrene ND ug/L 5.0 1 09/17/13 03:59 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 09/17/13 03:59 79-34-5
Tetrachloroethene ND ug/L 5.0 1 09/17/13 03:59 127-18-4
Toluene ND ug/L 5.0 1 09/17/13 03:59 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 09/17/13 03:59 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 09/17/13 03:59 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 09/17/13 03:59 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 09/17/13 03:59 79-00-5
Trichloroethene ND ug/L 5.0 1 09/17/13 03:59 79-01-6

Date: 09/19/2013 01:26 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc. Pace Analytical Services, Inc.

" ®
aceAnalytlcal 1233 Dublin Road 7726 Moller Road
E www.pacelabs.com Columbus, OH 43215 Indianapolis, IN 46268
(614)486-5421 (317)875-5894

ANALYTICAL RESULTS

Project: West Vermont
Pace Project No.: 5086585

Sample: WVS-MWWES-05A-091013 Lab ID: 5086585006 Collected: 09/10/13 16:55 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Trichlorofluoromethane ND ug/L 5.0 1 09/17/13 03:59 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 09/17/13 03:59 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 09/17/13 03:59 76-13-1
Vinyl chloride ND ug/L 2.0 1 09/17/13 03:59 75-01-4
mé&p-Xylene ND ug/L 5.0 1 09/17/13 03:59 179601-23-1
o-Xylene ND ug/L 5.0 1 09/17/13 03:59 95-47-6
Surrogates
Dibromofluoromethane (S) 90 %. 79-116 1 09/17/13 03:59 1868-53-7
4-Bromofluorobenzene (S) 95 %. 80-114 1 09/17/13 03:59 460-00-4
Toluene-d8 (S) 102 %. 81-110 1 09/17/13 03:59 2037-26-5

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
Date: 09/19/2013 01:26 PM without the written consent of Pace Analytical Services, Inc.. Page 16 of 48
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www.pacelabs.com

Project:

Pace Project No.: 5086585

West Vermont

Pace Analytical Services, Inc.

ANALYTICAL RESULTS

1233 Dublin Road

Columbus, OH 43215

(614)486-5421

Pace Analytical Services, Inc.

7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Sample: WVS-MWWES-05B-091013

Lab ID: 5086585007

Collected: 09/10/13 18:10 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 09/17/13 04:31 67-64-1
Benzene ND ug/L 5.0 1 09/17/13 04:31 71-43-2
Bromochloromethane ND ug/L 5.0 1 09/17/13 04:31 74-97-5
Bromodichloromethane ND ug/L 5.0 1 09/17/13 04:31 75-27-4
Bromoform ND ug/L 5.0 1 09/17/13 04:31 75-25-2
Bromomethane ND ug/L 5.0 1 09/17/13 04:31 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 09/17/13 04:31 78-93-3
Carbon disulfide ND ug/L 10.0 1 09/17/13 04:31 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 09/17/13 04:31 56-23-5
Chlorobenzene ND ug/L 5.0 1 09/17/13 04:31 108-90-7
Chloroethane ND ug/L 5.0 1 09/17/13 04:31 75-00-3
Chloroform ND ug/L 5.0 1 09/17/13 04:31 67-66-3
Chloromethane ND ug/L 5.0 1 09/17/13 04:31 74-87-3
Cyclohexane ND ug/L 100 1 09/17/13 04:31 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 09/17/13 04:31 96-12-8
Dibromochloromethane ND ug/L 5.0 1 09/17/13 04:31 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 09/17/13 04:31 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 09/17/13 04:31 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 09/17/13 04:31 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 09/17/13 04:31 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 09/17/13 04:31 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 09/17/13 04:31 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 09/17/13 04:31 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 09/17/13 04:31 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 04:31 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 04:31 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 09/17/13 04:31 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 04:31 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 04:31 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 09/17/13 04:31 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 09/17/13 04:31 100-41-4
2-Hexanone ND ug/L 25.0 1 09/17/13 04:31 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 09/17/13 04:31 98-82-8
Methyl acetate ND ug/L 50.0 1 09/17/13 04:31 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 09/17/13 04:31 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 09/17/13 04:31 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 09/17/13 04:31 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 09/17/13 04:31 1634-04-4
Styrene ND ug/L 5.0 1 09/17/13 04:31 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 09/17/13 04:31 79-34-5
Tetrachloroethene ND ug/L 5.0 1 09/17/13 04:31 127-18-4
Toluene ND ug/L 5.0 1 09/17/13 04:31 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 09/17/13 04:31 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 09/17/13 04:31 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 09/17/13 04:31 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 09/17/13 04:31 79-00-5
Trichloroethene ND ug/L 5.0 1 09/17/13 04:31 79-01-6

Date: 09/19/2013 01:26 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc. Pace Analytical Services, Inc.

" ®
aceAnalytlcal 1233 Dublin Road 7726 Moller Road
E www.pacelabs.com Columbus, OH 43215 Indianapolis, IN 46268
(614)486-5421 (317)875-5894

ANALYTICAL RESULTS

Project: West Vermont
Pace Project No.: 5086585

Sample: WVS-MWWES-05B-091013 Lab ID: 5086585007 Collected: 09/10/13 18:10 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Trichlorofluoromethane ND ug/L 5.0 1 09/17/13 04:31 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 09/17/13 04:31 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 09/17/13 04:31 76-13-1
Vinyl chloride ND ug/L 2.0 1 09/17/13 04:31 75-01-4
mé&p-Xylene ND ug/L 5.0 1 09/17/13 04:31 179601-23-1
o-Xylene ND ug/L 5.0 1 09/17/13 04:31 95-47-6
Surrogates
Dibromofluoromethane (S) 90 %. 79-116 1 09/17/13 04:31 1868-53-7
4-Bromofluorobenzene (S) 93 %. 80-114 1 09/17/13 04:31 460-00-4
Toluene-d8 (S) 102 %. 81-110 1 09/17/13 04:31 2037-26-5

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
Date: 09/19/2013 01:26 PM without the written consent of Pace Analytical Services, Inc.. Page 18 of 48



ace Analytical

www.pacelabs.com

West Vermont
5086585

Project:
Pace Project No.:

Pace Analytical Services, Inc.

ANALYTICAL RESULTS

1233 Dublin Road
Columbus, OH 43215

(614)486-5421

Pace Analytical Services, Inc.

7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Sample: WVS-MWWES-DUP1-

Lab ID: 5086585008

Collected: 09/10/13 08:00 Received: 09/12/13 09:00 Matrix: Water

091013
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 09/17/13 05:04 67-64-1
Benzene ND ug/L 5.0 1 09/17/13 05:04 71-43-2
Bromochloromethane ND ug/L 5.0 1 09/17/13 05:04 74-97-5
Bromodichloromethane ND ug/L 5.0 1 09/17/13 05:04 75-27-4
Bromoform ND ug/L 5.0 1 09/17/13 05:04 75-25-2
Bromomethane ND ug/L 5.0 1 09/17/13 05:04 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 09/17/13 05:04 78-93-3
Carbon disulfide ND ug/L 10.0 1 09/17/13 05:04 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 09/17/13 05:04 56-23-5
Chlorobenzene ND ug/L 5.0 1 09/17/13 05:04 108-90-7
Chloroethane ND ug/L 5.0 1 09/17/13 05:04 75-00-3
Chloroform ND ug/L 5.0 1 09/17/13 05:04 67-66-3
Chloromethane ND ug/L 5.0 1 09/17/13 05:04 74-87-3
Cyclohexane ND ug/L 100 1 09/17/13 05:04 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 09/17/13 05:04 96-12-8
Dibromochloromethane ND ug/L 5.0 1 09/17/13 05:04 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 09/17/13 05:04 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 09/17/13 05:04 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 09/17/13 05:04 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 09/17/13 05:04 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 09/17/13 05:04 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 09/17/13 05:04 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 09/17/13 05:04 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 09/17/13 05:04 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 05:04 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 05:04 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 09/17/13 05:04 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 05:04 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 05:04 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 09/17/13 05:04 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 09/17/13 05:04 100-41-4
2-Hexanone ND ug/L 25.0 1 09/17/13 05:04 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 09/17/13 05:04 98-82-8
Methyl acetate ND ug/L 50.0 1 09/17/13 05:04 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 09/17/13 05:04 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 09/17/13 05:04 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 09/17/13 05:04 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 09/17/13 05:04 1634-04-4
Styrene ND ug/L 5.0 1 09/17/13 05:04 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 09/17/13 05:04 79-34-5
Tetrachloroethene ND ug/L 5.0 1 09/17/13 05:04 127-18-4
Toluene ND ug/L 5.0 1 09/17/13 05:04 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 09/17/13 05:04 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 09/17/13 05:04 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 09/17/13 05:04 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 09/17/13 05:04 79-00-5

Date: 09/19/2013 01:26 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

West Vermont
5086585

Project:
Pace Project No.:

ANALYTICAL RESULTS

Pace Analytical Services, Inc.

1233 Dublin Road
Columbus, OH 43215

(614)486-5421

Pace Analytical Services, Inc.

7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Sample: WVS-MWWES-DUP1-

Lab ID: 5086585008

Collected: 09/10/13 08:00 Received: 09/12/13 09:00 Matrix: Water

091013
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

8260 MSV Analytical Method: EPA 8260
Trichloroethene ND ug/L 5.0 1 09/17/13 05:04 79-01-6
Trichlorofluoromethane ND ug/L 5.0 1 09/17/13 05:04 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 09/17/13 05:04 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 09/17/13 05:04 76-13-1
Vinyl chloride ND ug/L 2.0 1 09/17/13 05:04 75-01-4
mé&p-Xylene ND ug/L 5.0 1 09/17/13 05:04 179601-23-1
o-Xylene ND ug/L 5.0 1 09/17/13 05:04 95-47-6
Surrogates
Dibromofluoromethane (S) 91 %. 79-116 1 09/17/13 05:04 1868-53-7
4-Bromofluorobenzene (S) 90 %. 80-114 1 09/17/13 05:04 460-00-4
Toluene-d8 (S) 100 %. 81-110 1 09/17/13 05:04 2037-26-5

Date: 09/19/2013 01:26 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

Project:

Pace Project No.: 5086585

West Vermont

Pace Analytical Services, Inc.

ANALYTICAL RESULTS

1233 Dublin Road

Columbus, OH 43215

(614)486-5421

Pace Analytical Services, Inc.

7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Sample: WVS-MWWES-05C-091113

Lab ID: 5086585009

Collected: 09/11/13 09:10 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 09/17/13 05:36 67-64-1
Benzene ND ug/L 5.0 1 09/17/13 05:36 71-43-2
Bromochloromethane ND ug/L 5.0 1 09/17/13 05:36 74-97-5
Bromodichloromethane ND ug/L 5.0 1 09/17/13 05:36 75-27-4
Bromoform ND ug/L 5.0 1 09/17/13 05:36 75-25-2
Bromomethane ND ug/L 5.0 1 09/17/13 05:36 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 09/17/13 05:36 78-93-3
Carbon disulfide ND ug/L 10.0 1 09/17/13 05:36 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 09/17/13 05:36 56-23-5
Chlorobenzene ND ug/L 5.0 1 09/17/13 05:36 108-90-7
Chloroethane ND ug/L 5.0 1 09/17/13 05:36 75-00-3
Chloroform ND ug/L 5.0 1 09/17/13 05:36 67-66-3
Chloromethane ND ug/L 5.0 1 09/17/13 05:36 74-87-3
Cyclohexane ND ug/L 100 1 09/17/13 05:36 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 09/17/13 05:36 96-12-8
Dibromochloromethane ND ug/L 5.0 1 09/17/13 05:36 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 09/17/13 05:36 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 09/17/13 05:36 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 09/17/13 05:36 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 09/17/13 05:36 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 09/17/13 05:36 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 09/17/13 05:36 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 09/17/13 05:36 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 09/17/13 05:36 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 05:36 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 05:36 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 09/17/13 05:36 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 05:36 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 05:36 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 09/17/13 05:36 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 09/17/13 05:36 100-41-4
2-Hexanone ND ug/L 25.0 1 09/17/13 05:36 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 09/17/13 05:36 98-82-8
Methyl acetate ND ug/L 50.0 1 09/17/13 05:36 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 09/17/13 05:36 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 09/17/13 05:36 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 09/17/13 05:36 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 09/17/13 05:36 1634-04-4
Styrene ND ug/L 5.0 1 09/17/13 05:36 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 09/17/13 05:36 79-34-5
Tetrachloroethene ND ug/L 5.0 1 09/17/13 05:36 127-18-4
Toluene ND ug/L 5.0 1 09/17/13 05:36 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 09/17/13 05:36 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 09/17/13 05:36 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 09/17/13 05:36 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 09/17/13 05:36 79-00-5
Trichloroethene ND ug/L 5.0 1 09/17/13 05:36 79-01-6

Date: 09/19/2013 01:26 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

Project: West Vermont
Pace Project No.: 5086585

Pace Analytical Services, Inc. Pace Analytical Services, Inc.

1233 Dublin Road 7726 Moller Road
Columbus, OH 43215 Indianapolis, IN 46268
(614)486-5421 (317)875-5894

ANALYTICAL RESULTS

Sample: WVS-MWWES-05C-091113

Parameters

Lab ID: 5086585009 Collected: 09/11/13 09:10 Received: 09/12/13 09:00 Matrix: Water

Results Units Report Limit DF Prepared Analyzed CAS No. Qual

8260 MSV

Trichlorofluoromethane
1,2,3-Trichloropropane
1,1,2-Trichlorotrifluoroethane
Vinyl chloride

m&p-Xylene

0-Xylene

Surrogates
Dibromofluoromethane (S)
4-Bromofluorobenzene (S)
Toluene-d8 (S)

Date: 09/19/2013 01:26 PM

Analytical Method: EPA 8260

ND ug/L 5.0 1 09/17/13 05:36 75-69-4

ND ug/L 5.0 1 09/17/13 05:36 96-18-4

ND ug/L 5.0 1 09/17/13 05:36 76-13-1

ND ug/L 2.0 1 09/17/13 05:36 75-01-4

ND ug/L 5.0 1 09/17/13 05:36 179601-23-1
ND ug/L 5.0 1 09/17/13 05:36 95-47-6

89 %. 79-116 1 09/17/13 05:36 1868-53-7
94 %. 80-114 1 09/17/13 05:36 460-00-4

99 %. 81-110 1 09/17/13 05:36 2037-26-5

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.. Page 22 of 48



ace Analytical

www.pacelabs.com

Project:

Pace Project No.: 5086585

West Vermont

Pace Analytical Services, Inc.

ANALYTICAL RESULTS

1233 Dublin Road

Columbus, OH 43215

(614)486-5421

Pace Analytical Services, Inc.

7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Sample: WVS-MWWES-02A-091113

Lab ID: 5086585010

Collected: 09/11/13 13:30 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 09/17/13 06:08 67-64-1
Benzene ND ug/L 5.0 1 09/17/13 06:08 71-43-2
Bromochloromethane ND ug/L 5.0 1 09/17/13 06:08 74-97-5
Bromodichloromethane ND ug/L 5.0 1 09/17/13 06:08 75-27-4
Bromoform ND ug/L 5.0 1 09/17/13 06:08 75-25-2
Bromomethane ND ug/L 5.0 1 09/17/13 06:08 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 09/17/13 06:08 78-93-3
Carbon disulfide ND ug/L 10.0 1 09/17/13 06:08 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 09/17/13 06:08 56-23-5
Chlorobenzene ND ug/L 5.0 1 09/17/13 06:08 108-90-7
Chloroethane ND ug/L 5.0 1 09/17/13 06:08 75-00-3
Chloroform ND ug/L 5.0 1 09/17/13 06:08 67-66-3
Chloromethane ND ug/L 5.0 1 09/17/13 06:08 74-87-3
Cyclohexane ND ug/L 100 1 09/17/13 06:08 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 09/17/13 06:08 96-12-8
Dibromochloromethane ND ug/L 5.0 1 09/17/13 06:08 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 09/17/13 06:08 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 09/17/13 06:08 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 09/17/13 06:08 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 09/17/13 06:08 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 09/17/13 06:08 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 09/17/13 06:08 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 09/17/13 06:08 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 09/17/13 06:08 75-35-4
cis-1,2-Dichloroethene 13.5 ug/L 5.0 1 09/17/13 06:08 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 06:08 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 09/17/13 06:08 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 06:08 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 06:08 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 09/17/13 06:08 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 09/17/13 06:08 100-41-4
2-Hexanone ND ug/L 25.0 1 09/17/13 06:08 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 09/17/13 06:08 98-82-8
Methyl acetate ND ug/L 50.0 1 09/17/13 06:08 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 09/17/13 06:08 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 09/17/13 06:08 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 09/17/13 06:08 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 09/17/13 06:08 1634-04-4
Styrene ND ug/L 5.0 1 09/17/13 06:08 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 09/17/13 06:08 79-34-5
Tetrachloroethene ND ug/L 5.0 1 09/17/13 06:08 127-18-4
Toluene ND ug/L 5.0 1 09/17/13 06:08 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 09/17/13 06:08 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 09/17/13 06:08 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 09/17/13 06:08 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 09/17/13 06:08 79-00-5
Trichloroethene ND ug/L 5.0 1 09/17/13 06:08 79-01-6

Date: 09/19/2013 01:26 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
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Pace Analytical Services, Inc. Pace Analytical Services, Inc.

" ®
aceAnalytlcal 1233 Dublin Road 7726 Moller Road
E www.pacelabs.com Columbus, OH 43215 Indianapolis, IN 46268
(614)486-5421 (317)875-5894

ANALYTICAL RESULTS

Project: West Vermont
Pace Project No.: 5086585

Sample: WVS-MWWES-02A-091113 Lab ID: 5086585010 Collected: 09/11/13 13:30 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Trichlorofluoromethane ND ug/L 5.0 1 09/17/13 06:08 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 09/17/13 06:08 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 09/17/13 06:08 76-13-1
Vinyl chloride ND ug/L 2.0 1 09/17/13 06:08 75-01-4
mé&p-Xylene ND ug/L 5.0 1 09/17/13 06:08 179601-23-1
o-Xylene ND ug/L 5.0 1 09/17/13 06:08 95-47-6
Surrogates
Dibromofluoromethane (S) 92 %. 79-116 1 09/17/13 06:08 1868-53-7
4-Bromofluorobenzene (S) 96 %. 80-114 1 09/17/13 06:08 460-00-4
Toluene-d8 (S) 101 %. 81-110 1 09/17/13 06:08 2037-26-5

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
Date: 09/19/2013 01:26 PM without the written consent of Pace Analytical Services, Inc.. Page 24 of 48



ace Analytical

www.pacelabs.com

Project:

Pace Project No.: 5086585

West Vermont

Pace Analytical Services, Inc.

ANALYTICAL RESULTS

1233 Dublin Road

Columbus, OH 43215

(614)486-5421

Pace Analytical Services, Inc.

7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Sample: WVS-MWWES-02B-091113

Lab ID: 5086585011

Collected: 09/11/13 14:45 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 09/17/13 06:41 67-64-1
Benzene ND ug/L 5.0 1 09/17/13 06:41 71-43-2
Bromochloromethane ND ug/L 5.0 1 09/17/13 06:41 74-97-5
Bromodichloromethane ND ug/L 5.0 1 09/17/13 06:41 75-27-4
Bromoform ND ug/L 5.0 1 09/17/13 06:41 75-25-2
Bromomethane ND ug/L 5.0 1 09/17/13 06:41 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 09/17/13 06:41 78-93-3
Carbon disulfide ND ug/L 10.0 1 09/17/13 06:41 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 09/17/13 06:41 56-23-5
Chlorobenzene ND ug/L 5.0 1 09/17/13 06:41 108-90-7
Chloroethane ND ug/L 5.0 1 09/17/13 06:41 75-00-3
Chloroform ND ug/L 5.0 1 09/17/13 06:41 67-66-3
Chloromethane ND ug/L 5.0 1 09/17/13 06:41 74-87-3
Cyclohexane ND ug/L 100 1 09/17/13 06:41 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 09/17/13 06:41 96-12-8
Dibromochloromethane ND ug/L 5.0 1 09/17/13 06:41 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 09/17/13 06:41 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 09/17/13 06:41 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 09/17/13 06:41 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 09/17/13 06:41 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 09/17/13 06:41 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 09/17/13 06:41 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 09/17/13 06:41 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 09/17/13 06:41 75-35-4
cis-1,2-Dichloroethene 5.4 ug/L 5.0 1 09/17/13 06:41 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 06:41 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 09/17/13 06:41 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 06:41 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 06:41 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 09/17/13 06:41 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 09/17/13 06:41 100-41-4
2-Hexanone ND ug/L 25.0 1 09/17/13 06:41 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 09/17/13 06:41 98-82-8
Methyl acetate ND ug/L 50.0 1 09/17/13 06:41 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 09/17/13 06:41 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 09/17/13 06:41 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 09/17/13 06:41 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 09/17/13 06:41 1634-04-4
Styrene ND ug/L 5.0 1 09/17/13 06:41 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 09/17/13 06:41 79-34-5
Tetrachloroethene ND ug/L 5.0 1 09/17/13 06:41 127-18-4
Toluene ND ug/L 5.0 1 09/17/13 06:41 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 09/17/13 06:41 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 09/17/13 06:41 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 09/17/13 06:41 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 09/17/13 06:41 79-00-5
Trichloroethene ND ug/L 5.0 1 09/17/13 06:41 79-01-6

Date: 09/19/2013 01:26 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
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Pace Analytical Services, Inc. Pace Analytical Services, Inc.

" ®
aceAnalytlcal 1233 Dublin Road 7726 Moller Road
E www.pacelabs.com Columbus, OH 43215 Indianapolis, IN 46268
(614)486-5421 (317)875-5894

ANALYTICAL RESULTS

Project: West Vermont
Pace Project No.: 5086585

Sample: WVS-MWWES-02B-091113 Lab ID: 5086585011 Collected: 09/11/13 14:45 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Trichlorofluoromethane ND ug/L 5.0 1 09/17/13 06:41 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 09/17/13 06:41 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 09/17/13 06:41 76-13-1
Vinyl chloride 6.8 ug/L 2.0 1 09/17/13 06:41 75-01-4
mé&p-Xylene ND ug/L 5.0 1 09/17/13 06:41 179601-23-1
o-Xylene ND ug/L 5.0 1 09/17/13 06:41 95-47-6
Surrogates
Dibromofluoromethane (S) 92 %. 79-116 1 09/17/13 06:41 1868-53-7
4-Bromofluorobenzene (S) 92 %. 80-114 1 09/17/13 06:41 460-00-4
Toluene-d8 (S) 102 %. 81-110 1 09/17/13 06:41 2037-26-5

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
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ace Analytical

www.pacelabs.com

Project:

Pace Project No.: 5086585

West Vermont

Pace Analytical Services, Inc.

ANALYTICAL RESULTS

1233 Dublin Road

Columbus, OH 43215

(614)486-5421

Pace Analytical Services, Inc.

7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Sample: WVS-MWWES-02C-091113

Lab ID: 5086585012

Collected: 09/11/13 16:10 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 09/17/13 08:18 67-64-1
Benzene ND ug/L 5.0 1 09/17/13 08:18 71-43-2
Bromochloromethane ND ug/L 5.0 1 09/17/13 08:18 74-97-5
Bromodichloromethane ND ug/L 5.0 1 09/17/13 08:18 75-27-4
Bromoform ND ug/L 5.0 1 09/17/13 08:18 75-25-2
Bromomethane ND ug/L 5.0 1 09/17/13 08:18 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 09/17/13 08:18 78-93-3
Carbon disulfide ND ug/L 10.0 1 09/17/13 08:18 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 09/17/13 08:18 56-23-5
Chlorobenzene ND ug/L 5.0 1 09/17/13 08:18 108-90-7
Chloroethane ND ug/L 5.0 1 09/17/13 08:18 75-00-3
Chloroform ND ug/L 5.0 1 09/17/13 08:18 67-66-3
Chloromethane ND ug/L 5.0 1 09/17/13 08:18 74-87-3
Cyclohexane ND ug/L 100 1 09/17/13 08:18 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 09/17/13 08:18 96-12-8
Dibromochloromethane ND ug/L 5.0 1 09/17/13 08:18 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 09/17/13 08:18 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 09/17/13 08:18 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 09/17/13 08:18 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 09/17/13 08:18 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 09/17/13 08:18 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 09/17/13 08:18 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 09/17/13 08:18 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 09/17/13 08:18 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 08:18 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 08:18 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 09/17/13 08:18 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 08:18 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 08:18 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 09/17/13 08:18 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 09/17/13 08:18 100-41-4
2-Hexanone ND ug/L 25.0 1 09/17/13 08:18 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 09/17/13 08:18 98-82-8
Methyl acetate ND ug/L 50.0 1 09/17/13 08:18 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 09/17/13 08:18 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 09/17/13 08:18 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 09/17/13 08:18 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 09/17/13 08:18 1634-04-4
Styrene ND ug/L 5.0 1 09/17/13 08:18 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 09/17/13 08:18 79-34-5
Tetrachloroethene ND ug/L 5.0 1 09/17/13 08:18 127-18-4
Toluene ND ug/L 5.0 1 09/17/13 08:18 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 09/17/13 08:18 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 09/17/13 08:18 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 09/17/13 08:18 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 09/17/13 08:18 79-00-5
Trichloroethene ND ug/L 5.0 1 09/17/13 08:18 79-01-6

Date: 09/19/2013 01:26 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
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Pace Analytical Services, Inc. Pace Analytical Services, Inc.

" ®
aceAnalytlcal 1233 Dublin Road 7726 Moller Road
E www.pacelabs.com Columbus, OH 43215 Indianapolis, IN 46268
(614)486-5421 (317)875-5894

ANALYTICAL RESULTS

Project: West Vermont
Pace Project No.: 5086585

Sample: WVS-MWWES-02C-091113 Lab ID: 5086585012 Collected: 09/11/13 16:10 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Trichlorofluoromethane ND ug/L 5.0 1 09/17/13 08:18 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 09/17/13 08:18 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 09/17/13 08:18 76-13-1
Vinyl chloride 3.2 ug/L 2.0 1 09/17/13 08:18 75-01-4
mé&p-Xylene ND ug/L 5.0 1 09/17/13 08:18 179601-23-1
o-Xylene ND ug/L 5.0 1 09/17/13 08:18 95-47-6
Surrogates
Dibromofluoromethane (S) 99 %. 79-116 1 09/17/13 08:18 1868-53-7
4-Bromofluorobenzene (S) 97 %. 80-114 1 09/17/13 08:18 460-00-4
Toluene-d8 (S) 102 %. 81-110 1 09/17/13 08:18 2037-26-5

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
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ace Analytical

www.pacelabs.com

Project:

Pace Project No.: 5086585

West Vermont

Pace Analytical Services, Inc.

ANALYTICAL RESULTS

1233 Dublin Road

Columbus, OH 43215

(614)486-5421

Pace Analytical Services, Inc.

7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Sample: WVS-MWWES-01A-091113

Lab ID: 5086585013

Collected: 09/11/13 18:05 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 09/17/13 23:13 67-64-1
Benzene ND ug/L 5.0 1 09/17/13 23:13 71-43-2
Bromochloromethane ND ug/L 5.0 1 09/17/13 23:13 74-97-5
Bromodichloromethane ND ug/L 5.0 1 09/17/13 23:13 75-27-4
Bromoform ND ug/L 5.0 1 09/17/13 23:13 75-25-2
Bromomethane ND ug/L 5.0 1 09/17/13 23:13 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 09/17/13 23:13 78-93-3
Carbon disulfide ND ug/L 10.0 1 09/17/13 23:13 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 09/17/13 23:13 56-23-5
Chlorobenzene ND ug/L 5.0 1 09/17/13 23:13 108-90-7
Chloroethane ND ug/L 5.0 1 09/17/13 23:13 75-00-3
Chloroform ND ug/L 5.0 1 09/17/13 23:13 67-66-3
Chloromethane ND ug/L 5.0 1 09/17/13 23:13 74-87-3
Cyclohexane ND ug/L 100 1 09/17/13 23:13 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 09/17/13 23:13 96-12-8
Dibromochloromethane ND ug/L 5.0 1 09/17/13 23:13 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 09/17/13 23:13 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 09/17/13 23:13 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 09/17/13 23:13 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 09/17/13 23:13 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 09/17/13 23:13 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 09/17/13 23:13 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 09/17/13 23:13 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 09/17/13 23:13 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 23:13 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 23:13 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 09/17/13 23:13 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 23:13 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 23:13 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 09/17/13 23:13 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 09/17/13 23:13 100-41-4
2-Hexanone ND ug/L 25.0 1 09/17/13 23:13 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 09/17/13 23:13 98-82-8
Methyl acetate ND ug/L 50.0 1 09/17/13 23:13 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 09/17/13 23:13 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 09/17/13 23:13 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 09/17/13 23:13 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 09/17/13 23:13 1634-04-4
Styrene ND ug/L 5.0 1 09/17/13 23:13 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 09/17/13 23:13 79-34-5
Tetrachloroethene ND ug/L 5.0 1 09/17/13 23:13 127-18-4
Toluene ND ug/L 5.0 1 09/17/13 23:13 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 09/17/13 23:13 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 09/17/13 23:13 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 09/17/13 23:13 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 09/17/13 23:13 79-00-5
Trichloroethene ND ug/L 5.0 1 09/17/13 23:13 79-01-6

Date: 09/19/2013 01:26 PM
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Pace Analytical Services, Inc. Pace Analytical Services, Inc.

aCBAnalytlcal® 1233 Dublin Road 7726 Moller Road
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(614)486-5421 (317)875-5894

ANALYTICAL RESULTS

Project: West Vermont
Pace Project No.: 5086585

Sample: WVS-MWWES-01A-091113 Lab ID: 5086585013 Collected: 09/11/13 18:05 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Trichlorofluoromethane ND ug/L 5.0 1 09/17/13 23:13 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 09/17/13 23:13 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 09/17/13 23:13 76-13-1
Vinyl chloride ND ug/L 2.0 1 09/17/13 23:13 75-01-4
mé&p-Xylene ND ug/L 5.0 1 09/17/13 23:13 179601-23-1
o-Xylene ND ug/L 5.0 1 09/17/13 23:13 95-47-6
Surrogates
Dibromofluoromethane (S) 107 %. 79-116 1 09/17/13 23:13 1868-53-7
4-Bromofluorobenzene (S) 100 %. 80-114 1 09/17/13 23:13 460-00-4
Toluene-d8 (S) 101 %. 81-110 1 09/17/13 23:13 2037-26-5
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Pace Project No.: 5086585
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Pace Analytical Services, Inc.

ANALYTICAL RESULTS

1233 Dublin Road

Columbus, OH 43215
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Pace Analytical Services, Inc.

7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Sample: WVS-MWWES-01B-091113

Lab ID: 5086585014

Collected: 09/11/13 19:10 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 09/17/13 23:46 67-64-1
Benzene ND ug/L 5.0 1 09/17/13 23:46 71-43-2
Bromochloromethane ND ug/L 5.0 1 09/17/13 23:46 74-97-5
Bromodichloromethane ND ug/L 5.0 1 09/17/13 23:46 75-27-4
Bromoform ND ug/L 5.0 1 09/17/13 23:46 75-25-2
Bromomethane ND ug/L 5.0 1 09/17/13 23:46 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 09/17/13 23:46 78-93-3
Carbon disulfide ND ug/L 10.0 1 09/17/13 23:46 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 09/17/13 23:46 56-23-5
Chlorobenzene ND ug/L 5.0 1 09/17/13 23:46 108-90-7
Chloroethane ND ug/L 5.0 1 09/17/13 23:46 75-00-3
Chloroform ND ug/L 5.0 1 09/17/13 23:46 67-66-3
Chloromethane ND ug/L 5.0 1 09/17/13 23:46 74-87-3
Cyclohexane ND ug/L 100 1 09/17/13 23:46 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 09/17/13 23:46 96-12-8
Dibromochloromethane ND ug/L 5.0 1 09/17/13 23:46 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 09/17/13 23:46 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 09/17/13 23:46 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 09/17/13 23:46 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 09/17/13 23:46 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 09/17/13 23:46 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 09/17/13 23:46 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 09/17/13 23:46 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 09/17/13 23:46 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 23:46 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 09/17/13 23:46 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 09/17/13 23:46 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 23:46 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 09/17/13 23:46 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 09/17/13 23:46 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 09/17/13 23:46 100-41-4
2-Hexanone ND ug/L 25.0 1 09/17/13 23:46 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 09/17/13 23:46 98-82-8
Methyl acetate ND ug/L 50.0 1 09/17/13 23:46 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 09/17/13 23:46 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 09/17/13 23:46 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 09/17/13 23:46 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 09/17/13 23:46 1634-04-4
Styrene ND ug/L 5.0 1 09/17/13 23:46 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 09/17/13 23:46 79-34-5
Tetrachloroethene ND ug/L 5.0 1 09/17/13 23:46 127-18-4
Toluene ND ug/L 5.0 1 09/17/13 23:46 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 09/17/13 23:46 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 09/17/13 23:46 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 09/17/13 23:46 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 09/17/13 23:46 79-00-5
Trichloroethene ND ug/L 5.0 1 09/17/13 23:46 79-01-6
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Project: West Vermont
Pace Project No.: 5086585

Pace Analytical Services, Inc. Pace Analytical Services, Inc.

1233 Dublin Road 7726 Moller Road
Columbus, OH 43215 Indianapolis, IN 46268
(614)486-5421 (317)875-5894

ANALYTICAL RESULTS

Sample: WVS-MWWES-01B-091113

Parameters

Lab ID: 5086585014 Collected: 09/11/13 19:10 Received: 09/12/13 09:00 Matrix: Water

Results Units Report Limit DF Prepared Analyzed CAS No. Qual

8260 MSV

Trichlorofluoromethane
1,2,3-Trichloropropane
1,1,2-Trichlorotrifluoroethane
Vinyl chloride

m&p-Xylene

0-Xylene

Surrogates
Dibromofluoromethane (S)
4-Bromofluorobenzene (S)
Toluene-d8 (S)

Date: 09/19/2013 01:26 PM

Analytical Method: EPA 8260

ND ug/L 5.0 1 09/17/13 23:46 75-69-4
ND ug/L 5.0 1 09/17/13 23:46 96-18-4
ND ug/L 5.0 1 09/17/13 23:46 76-13-1
43.4 ug/L 2.0 1 09/17/13 23:46 75-01-4
ND ug/L 5.0 1 09/17/13 23:46 179601-23-1
ND ug/L 5.0 1 09/17/13 23:46 95-47-6
105 %. 79-116 1 09/17/13 23:46 1868-53-7
98 %. 80-114 1 09/17/13 23:46 460-00-4
98 %. 81-110 1 09/17/13 23:46 2037-26-5
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Project:

Pace Project No.: 5086585

West Vermont

Pace Analytical Services, Inc.

ANALYTICAL RESULTS

1233 Dublin Road

Columbus, OH 43215

(614)486-5421

Pace Analytical Services, Inc.

7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Sample: WVS-MWWES-01C-091113

Lab ID: 5086585015

Collected: 09/11/13 20:10 Received: 09/12/13 09:00 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 09/18/13 00:19 67-64-1
Benzene ND ug/L 5.0 1 09/18/13 00:19 71-43-2
Bromochloromethane ND ug/L 5.0 1 09/18/13 00:19 74-97-5
Bromodichloromethane ND ug/L 5.0 1 09/18/13 00:19 75-27-4
Bromoform ND ug/L 5.0 1 09/18/13 00:19 75-25-2
Bromomethane ND ug/L 5.0 1 09/18/13 00:19 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 09/18/13 00:19 78-93-3
Carbon disulfide ND ug/L 10.0 1 09/18/13 00:19 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 09/18/13 00:19 56-23-5
Chlorobenzene ND ug/L 5.0 1 09/18/13 00:19 108-90-7
Chloroethane ND ug/L 5.0 1 09/18/13 00:19 75-00-3
Chloroform ND ug/L 5.0 1 09/18/13 00:19 67-66-3
Chloromethane ND ug/L 5.0 1 09/18/13 00:19 74-87-3
Cyclohexane ND ug/L 100 1 09/18/13 00:19 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 09/18/13 00:19 96-12-8
Dibromochloromethane ND ug/L 5.0 1 09/18/13 00:19 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 09/18/13 00:19 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 09/18/13 00:19 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 09/18/13 00:19 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 09/18/13 00:19 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 09/18/13 00:19 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 09/18/13 00:19 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 09/18/13 00:19 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 09/18/13 00:19 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 09/18/13 00:19 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 09/18/13 00:19 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 09/18/13 00:19 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 09/18/13 00:19 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 09/18/13 00:19 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 09/18/13 00:19 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 09/18/13 00:19 100-41-4
2-Hexanone ND ug/L 25.0 1 09/18/13 00:19 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 09/18/13 00:19 98-82-8
Methyl acetate ND ug/L 50.0 1 09/18/13 00:19 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 09/18/13 00:19 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 09/18/13 00:19 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 09/18/13 00:19 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 09/18/13 00:19 1634-04-4
Styrene ND ug/L 5.0 1 09/18/13 00:19 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 09/18/13 00:19 79-34-5
Tetrachloroethene ND ug/L 5.0 1 09/18/13 00:19 127-18-4
Toluene ND ug/L 5.0 1 09/18/13 00:19 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 09/18/13 00:19 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 09/18/13 00:19 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 09/18/13 00:19 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 09/18/13 00:19 79-00-5
Trichloroethene ND ug/L 5.0 1 09/18/13 00:19 79-01-6

Date: 09/19/2013 01:26 PM
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Project: West Vermont
Pace Project No.: 5086585

Pace Analytical Services, Inc. Pace Analytical Services, Inc.

1233 Dublin Road 7726 Moller Road
Columbus, OH 43215 Indianapolis, IN 46268
(614)486-5421 (317)875-5894

ANALYTICAL RESULTS

Sample: WVS-MWWES-01C-091113

Parameters

Lab ID: 5086585015 Collected: 09/11/13 20:10 Received: 09/12/13 09:00 Matrix: Water

Results Units Report Limit DF Prepared Analyzed CAS No. Qual

8260 MSV

Trichlorofluoromethane
1,2,3-Trichloropropane
1,1,2-Trichlorotrifluoroethane
Vinyl chloride

m&p-Xylene

0-Xylene

Surrogates
Dibromofluoromethane (S)
4-Bromofluorobenzene (S)
Toluene-d8 (S)

Date: 09/19/2013 01:26 PM

Analytical Method: EPA 8260

ND ug/L 5.0 1 09/18/13 00:19 75-69-4
ND ug/L 5.0 1 09/18/13 00:19 96-18-4
ND ug/L 5.0 1 09/18/13 00:19 76-13-1
11.3 ug/L 2.0 1 09/18/13 00:19 75-01-4
ND ug/L 5.0 1 09/18/13 00:19 179601-23-1
ND ug/L 5.0 1 09/18/13 00:19 95-47-6
97 %. 79-116 1 09/18/13 00:19 1868-53-7
98 %. 80-114 1 09/18/13 00:19 460-00-4
99 %. 81-110 1 09/18/13 00:19 2037-26-5
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Pace Analytical Services, Inc

1233 Dublin Road
Columbus, OH 43215

(614)486-5421

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Project: West Vermont

Pace Project No.: 5086585

QC Batch: MSV/57201 Analysis Method: EPA 8260
QC Batch Method:  EPA 8260 Analysis Description: 8260 MSV

Associated Lab Samples:

5086585009, 5086585010, 5086585011, 5086585012

5086585001, 5086585002, 5086585003, 5086585004, 5086585005, 5086585006, 5086585007, 5086585008,

METHOD BLANK: 980328

Associated Lab Samples:

Matrix: Water

5086585009, 5086585010, 5086585011, 5086585012

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
1,1,1-Trichloroethane ug/L ND 5.0 09/16/13 23:09
1,1,2,2-Tetrachloroethane ug/L ND 5.0 09/16/13 23:09
1,1,2-Trichloroethane ug/L ND 5.0 09/16/13 23:09
1,1,2-Trichlorotrifluoroethane ug/L ND 5.0 09/16/13 23:09
1,1-Dichloroethane ug/L ND 5.0 09/16/13 23:09
1,1-Dichloroethene ug/L ND 5.0 09/16/13 23:09
1,2,3-Trichlorobenzene ug/L ND 5.0 09/16/13 23:09
1,2,3-Trichloropropane ug/L ND 5.0 09/16/13 23:09
1,2,4-Trichlorobenzene ug/L ND 5.0 09/16/13 23:09
1,2-Dibromo-3-chloropropane ug/L ND 10.0 09/16/13 23:09
1,2-Dibromoethane (EDB) ug/L ND 5.0 09/16/13 23:09
1,2-Dichlorobenzene ug/L ND 5.0 09/16/13 23:09
1,2-Dichloroethane ug/L ND 5.0 09/16/13 23:09
1,2-Dichloropropane ug/L ND 5.0 09/16/13 23:09
1,3-Dichlorobenzene ug/L ND 5.0 09/16/13 23:09
1,4-Dichlorobenzene ug/L ND 5.0 09/16/13 23:09
1,4-Dioxane (p-Dioxane) ug/L ND 100 09/16/13 23:09 N2
2-Butanone (MEK) ug/L ND 25.0 09/16/13 23:09
2-Hexanone ug/L ND 25.0 09/16/13 23:09
4-Methyl-2-pentanone (MIBK) ug/L ND 25.0 09/16/13 23:09
Acetone ug/L ND 100 09/16/13 23:09
Benzene ug/L ND 5.0 09/16/13 23:09
Bromochloromethane ug/L ND 5.0 09/16/13 23:09
Bromodichloromethane ug/L ND 5.0 09/16/13 23:09
Bromoform ug/L ND 5.0 09/16/13 23:09
Bromomethane ug/L ND 5.0 09/16/13 23:09
Carbon disulfide ug/L ND 10.0 09/16/13 23:09
Carbon tetrachloride ug/L ND 5.0 09/16/13 23:09
Chlorobenzene ug/L ND 5.0 09/16/13 23:09
Chloroethane ug/L ND 5.0 09/16/13 23:09
Chloroform ug/L ND 5.0 09/16/13 23:09
Chloromethane ug/L ND 5.0 09/16/13 23:09
cis-1,2-Dichloroethene ug/L ND 5.0 09/16/13 23:09
cis-1,3-Dichloropropene ug/L ND 5.0 09/16/13 23:09
Cyclohexane ug/L ND 100 09/16/13 23:09 N2
Dibromochloromethane ug/L ND 5.0 09/16/13 23:09
Dichlorodifluoromethane ug/L ND 5.0 09/16/13 23:09
Ethylbenzene ug/L ND 5.0 09/16/13 23:09
Isopropylbenzene (Cumene) ug/L ND 5.0 09/16/13 23:09
mé&p-Xylene ug/L ND 5.0 09/16/13 23:09
Methyl acetate ug/L ND 50.0 09/16/13 23:09 N2

Date: 09/19/2013 01:26 PM
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West Vermont
5086585

Project:
Pace Project No.:

Pace Analytical Services, Inc.
1233 Dublin Road
Columbus, OH 43215

(614)486-5421

QUALITY CONTROL DATA

Pace Analytical Services, Inc.

7726 Moller Road

Indianapolis, IN 46268

(317)875-5894

METHOD BLANK: 980328

Associated Lab Samples:

Matrix: Water

5086585009, 5086585010, 5086585011, 5086585012

5086585001, 5086585002, 5086585003, 5086585004, 5086585005, 5086585006, 5086585007, 5086585008,

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Methyl-tert-butyl ether ug/L ND 4.0 09/16/13 23:09
Methylcyclohexane ug/L ND 50.0 09/16/13 23:09 N2
Methylene Chloride ug/L ND 5.0 09/16/13 23:09
o-Xylene ug/L ND 5.0 09/16/13 23:09
Styrene ug/L ND 5.0 09/16/13 23:09
Tetrachloroethene ug/L ND 5.0 09/16/13 23:09
Toluene ug/L ND 5.0 09/16/13 23:09
trans-1,2-Dichloroethene ug/L ND 5.0 09/16/13 23:09
trans-1,3-Dichloropropene ug/L ND 5.0 09/16/13 23:09
Trichloroethene ug/L ND 5.0 09/16/13 23:09
Trichlorofluoromethane ug/L ND 5.0 09/16/13 23:09
Vinyl chloride ug/L ND 2.0 09/16/13 23:09
4-Bromofluorobenzene (S) %. 94 80-114 09/16/13 23:09
Dibromofluoromethane (S) %. 90 79-116 09/16/13 23:09
Toluene-d8 (S) %. 102 81-110 09/16/13 23:09
LABORATORY CONTROL SAMPLE: 980329
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
1,1,1-Trichloroethane ug/L 50 42.4 85 71-129
1,1,2,2-Tetrachloroethane ug/L 50 62.0 124 66-126
1,1,2-Trichloroethane ug/L 50 58.7 117 77-130
1,1,2-Trichlorotrifluoroethane ug/L 50 47.1 94 68-139
1,1-Dichloroethane ug/L 50 44.4 89 75-130
1,1-Dichloroethene ug/L 50 40.6 81 68-127
1,2,3-Trichlorobenzene ug/L 50 56.0 112 70-130
1,2,3-Trichloropropane ug/L 50 66.0 132 58-142
1,2,4-Trichlorobenzene ug/L 50 52.0 104 68-131
1,2-Dibromo-3-chloropropane ug/L 50 64.0 128 64-124 L3
1,2-Dibromoethane (EDB) ug/L 50 60.2 120 76-125
1,2-Dichlorobenzene ug/L 50 57.2 114 75-123
1,2-Dichloroethane ug/L 50 42.8 86 75-128
1,2-Dichloropropane ug/L 50 54.6 109 74-121
1,3-Dichlorobenzene ug/L 50 53.8 108 74-122
1,4-Dichlorobenzene ug/L 50 53.0 106 76-120
2-Butanone (MEK) ug/L 250 256 102 58-139
2-Hexanone ug/L 250 236 94 54-140
4-Methyl-2-pentanone (MIBK) ug/L 250 252 101 58-138
Acetone ug/L 250 217 87 49-150
Benzene ug/L 50 49.6 99 74-122
Bromochloromethane ug/L 50 59.9 120 63-132
Bromodichloromethane ug/L 50 49.8 100 62-136
Bromoform ug/L 50 55.4 111 44-134
Bromomethane ug/L 50 60.0 120 22-181
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QUALITY CONTROL DATA

Project: West Vermont
Pace Project No.: 5086585

Pace Analytical Services, Inc.
7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

LABORATORY CONTROL SAMPLE: 980329

Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Carbon disulfide ug/L 100 87.5 88 59-132
Carbon tetrachloride ug/L 50 41.6 83 56-137
Chlorobenzene ug/L 50 50.9 102 78-123
Chloroethane ug/L 50 53.5 107 60-144
Chloroform ug/L 50 44.9 90 78-126
Chloromethane ug/L 50 36.3 73 42-134
cis-1,2-Dichloroethene ug/L 50 50.9 102 75-122
cis-1,3-Dichloropropene ug/L 50 52.4 105 64-126
Cyclohexane ug/L 50 ND 95 62-119 N2
Dibromochloromethane ug/L 50 52.0 104 58-128
Dichlorodifluoromethane ug/L 50 34.1 68 35-181
Ethylbenzene ug/L 50 50.2 100 66-133
Isopropylbenzene (Cumene) ug/L 50 51.6 103 69-124
mé&p-Xylene ug/L 100 101 101 70-124
Methyl acetate ug/L 50 58.5 117 10-142 N2
Methyl-tert-butyl ether ug/L 100 114 114 69-122
Methylcyclohexane ug/L 50 46J 92 63-130 N2
Methylene Chloride ug/L 50 48.0 96 68-132
0-Xylene ug/L 50 49.7 99 70-124
Styrene ug/L 50 52.8 106 74-126
Tetrachloroethene ug/L 50 45.9 92 69-130
Toluene ug/L 50 49.2 98 72-122
trans-1,2-Dichloroethene ug/L 50 47.5 95 72-124
trans-1,3-Dichloropropene ug/L 50 52.4 105 64-121
Trichloroethene ug/L 50 48.4 97 76-126
Trichlorofluoromethane ug/L 50 40.9 82 76-149
Vinyl chloride ug/L 50 43.1 86 59-126
4-Bromofluorobenzene (S) %. 91 80-114
Dibromofluoromethane (S) %. 93 79-116
Toluene-d8 (S) %. 101 81-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 980330 980331
MS MSD
5086585011  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual

1,1,1-Trichloroethane ug/L ND 50 50 42.0 43.0 84 86 60-138 2 20
1,1,2,2-Tetrachloroethane ug/L ND 50 50 59.1 55.1 118 110 55-128 7 20
1,1,2-Trichloroethane ug/L ND 50 50 56.6 56.2 113 112 61-139 1 20
1,1,2-Trichlorotrifluoroethane ug/L ND 50 50 48.4 48.8 97 98 55-151 1 20
1,1-Dichloroethane ug/L ND 50 50 43.9 43.8 88 88 57-147 0 20
1,1-Dichloroethene ug/L ND 50 50 43.2 42.2 86 84 55-145 2 20
1,2,3-Trichlorobenzene ug/L ND 50 50 49.6 49.0 929 98 31-141 1 20
1,2,3-Trichloropropane ug/L ND 50 50 63.1 59.0 126 118 58-133 7 20
1,2,4-Trichlorobenzene ug/L ND 50 50 47.2 46.0 94 92 25-143 3 20
1,2-Dibromo-3-chloropropane ug/L ND 50 50 57.4 55.5 115 111 37-130 3 20
1,2-Dibromoethane (EDB) ug/L ND 50 50 57.7 57.1 115 114 63-129 1 20
1,2-Dichlorobenzene ug/L ND 50 50 53.4 51.3 107 103 38-136 4 20

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
Date: 09/19/2013 01:26 PM without the written consent of Pace Analytical Services, Inc..

Page 37 of 48



ace Analytical

www.pacelabs.com

Pace Analytical Services, Inc.
1233 Dublin Road
Columbus, OH 43215

(614)486-5421

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Project: West Vermont
Pace Project No.: 5086585
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 980330 980331
MS MSD
5086585011  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual

1,2-Dichloroethane ug/L ND 50 50 40.8 40.5 82 81 62-138 1 20
1,2-Dichloropropane ug/L ND 50 50 51.8 52.8 104 106 59-130 2 20
1,3-Dichlorobenzene ug/L ND 50 50 50.7 49.3 101 99 28-141 3 20
1,4-Dichlorobenzene ug/L ND 50 50 50.5 48.2 101 96 30-139 5 20
2-Butanone (MEK) ug/L ND 250 250 240 239 96 96 37-156 0 20
2-Hexanone ug/L ND 250 250 235 226 94 90 44-143 4 20
4-Methyl-2-pentanone (MIBK) ug/L ND 250 250 251 243 101 97 46-144 3 20
Acetone ug/L ND 250 250 195 201 78 81 39-156 3 20
Benzene ug/L ND 50 50 48.8 48.5 98 97 62-129 1 20
Bromochloromethane ug/L ND 50 50 57.2 56.4 114 113  49-142 1 20
Bromodichloromethane ug/L ND 50 50 45.6 46.2 91 92 50-142 1 20
Bromoform ug/L ND 50 50 52.3 49.1 105 98 36-125 6 20
Bromomethane ug/L ND 50 50 52.7 63.1 105 126 13-179 18 20
Carbon disulfide ug/L ND 100 100 87.5 95.2 87 95 45-142 8 20
Carbon tetrachloride ug/L ND 50 50 41.7 41.8 83 84 46-142 0 20
Chlorobenzene ug/L ND 50 50 49.9 49.9 100 100 49-136 0 20
Chloroethane ug/L ND 50 50 54.4 52.3 109 105 47-160 4 20
Chloroform ug/L ND 50 50 434 42.9 87 86 54-150 1 20
Chloromethane ug/L ND 50 50 36.7 37.3 73 75 30-148 2 20
cis-1,2-Dichloroethene ug/L 5.4 50 50 54.8 55.1 929 99 60-135 0 20
cis-1,3-Dichloropropene ug/L ND 50 50 49.5 50.8 929 102 52-123 3 20
Cyclohexane ug/L ND 50 50 ND ND 95 96 43-135 20 N2
Dibromochloromethane ug/L ND 50 50 49.0 50.1 98 100 48-125 2 20
Dichlorodifluoromethane ug/L ND 50 50 37.7 37.3 75 75 24-197 1 20
Ethylbenzene ug/L ND 50 50 50.4 49.8 101 100 28-153 1 20
Isopropylbenzene (Cumene) ug/L ND 50 50 50.1 50.1 100 100 18-152 0 20
mé&p-Xylene ug/L ND 100 100 101 101 101 101 29-145 1 20
Methyl acetate ug/L ND 50 50 43J 41.1) 86 82 10-125 20 N2
Methyl-tert-butyl ether ug/L ND 100 100 109 108 109 108 63-130 0 20
Methylcyclohexane ug/L ND 50 50 46.5] 47.13 93 94  32-155 20 N2
Methylene Chloride ug/L ND 50 50 454 46.8 91 94  45-156 3 20
o-Xylene ug/L ND 50 50 50.4 50.3 101 101 29-145 0 20
Styrene ug/L ND 50 50 51.5 50.9 103 102 36-139 1 20
Tetrachloroethene ug/L ND 50 50 46.0 45.6 92 91 33-151 1 20
Toluene ug/L ND 50 50 49.7 49.4 99 99 50-132 1 20
trans-1,2-Dichloroethene ug/L ND 50 50 47.6 49.2 95 98 40-153 3 20
trans-1,3-Dichloropropene ug/L ND 50 50 48.5 47.8 97 96 48-122 1 20
Trichloroethene ug/L ND 50 50 48.4 48.3 97 97 50-143 0 20
Trichlorofluoromethane ug/L ND 50 50 43.0 42.0 86 84 60-175 2 20
Vinyl chloride ug/L 6.8 50 50 52.4 52.0 91 90 44-145 1 20
4-Bromofluorobenzene (S) %. 93 94 80-114
Dibromofluoromethane (S) %. 92 93 79-116
Toluene-d8 (S) %. 102 105 81-110

Date: 09/19/2013 01:26 PM
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Pace Analytical Services, Inc.

aCBAnaMlcal ’ 1233 Dublin Road

> www.pacelabs.com Columbus, OH 43215
(614)486-5421

QUALITY CONTROL DATA

Project: West Vermont
Pace Project No.: 5086585

Pace Analytical Services, Inc.
7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

QC Batch: MSV/57258 Analysis Method: EPA 8260
QC Batch Method:  EPA 8260 Analysis Description: 8260 MSV
Associated Lab Samples: 5086585013, 5086585014, 5086585015

METHOD BLANK: 981160 Matrix: Water

Associated Lab Samples: 5086585013, 5086585014, 5086585015

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
1,1,1-Trichloroethane ug/L ND 5.0 09/17/13 22:08
1,1,2,2-Tetrachloroethane ug/L ND 5.0 09/17/13 22:08
1,1,2-Trichloroethane ug/L ND 5.0 09/17/13 22:08
1,1,2-Trichlorotrifluoroethane ug/L ND 5.0 09/17/13 22:08
1,1-Dichloroethane ug/L ND 5.0 09/17/13 22:08
1,1-Dichloroethene ug/L ND 5.0 09/17/13 22:08
1,2,3-Trichlorobenzene ug/L ND 5.0 09/17/13 22:08
1,2,3-Trichloropropane ug/L ND 5.0 09/17/13 22:08
1,2,4-Trichlorobenzene ug/L ND 5.0 09/17/13 22:08
1,2-Dibromo-3-chloropropane ug/L ND 10.0 09/17/13 22:08
1,2-Dibromoethane (EDB) ug/L ND 5.0 09/17/13 22:08
1,2-Dichlorobenzene ug/L ND 5.0 09/17/13 22:08
1,2-Dichloroethane ug/L ND 5.0 09/17/13 22:08
1,2-Dichloropropane ug/L ND 5.0 09/17/13 22:08
1,3-Dichlorobenzene ug/L ND 5.0 09/17/13 22:08
1,4-Dichlorobenzene ug/L ND 5.0 09/17/13 22:08
1,4-Dioxane (p-Dioxane) ug/L ND 100 09/17/13 22:08 N2
2-Butanone (MEK) ug/L ND 25.0 09/17/13 22:08
2-Hexanone ug/L ND 25.0 09/17/13 22:08
4-Methyl-2-pentanone (MIBK) ug/L ND 25.0 09/17/13 22:08
Acetone ug/L ND 100 09/17/13 22:08
Benzene ug/L ND 5.0 09/17/13 22:08
Bromochloromethane ug/L ND 5.0 09/17/13 22:08
Bromodichloromethane ug/L ND 5.0 09/17/13 22:08
Bromoform ug/L ND 5.0 09/17/13 22:08
Bromomethane ug/L ND 5.0 09/17/13 22:08
Carbon disulfide ug/L ND 10.0 09/17/13 22:08
Carbon tetrachloride ug/L ND 5.0 09/17/13 22:08
Chlorobenzene ug/L ND 5.0 09/17/13 22:08
Chloroethane ug/L ND 5.0 09/17/13 22:08
Chloroform ug/L ND 5.0 09/17/13 22:08
Chloromethane ug/L ND 5.0 09/17/13 22:08
cis-1,2-Dichloroethene ug/L ND 5.0 09/17/13 22:08
cis-1,3-Dichloropropene ug/L ND 5.0 09/17/13 22:08
Cyclohexane ug/L ND 100 09/17/1322:08 N2
Dibromochloromethane ug/L ND 5.0 09/17/13 22:08
Dichlorodifluoromethane ug/L ND 5.0 09/17/13 22:08
Ethylbenzene ug/L ND 5.0 09/17/13 22:08
Isopropylbenzene (Cumene) ug/L ND 5.0 09/17/13 22:08
m&p-Xylene ug/L ND 5.0 09/17/13 22:08
Methyl acetate ug/L ND 50.0 09/17/13 22:.08 N2
Methyl-tert-butyl ether ug/L ND 4.0 09/17/13 22:08
Methylcyclohexane ug/L ND 50.0 09/17/13 22:08 N2

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
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ace Analytical

www.pacelabs.com

Project:

Pace Project No.: 5086585

West Vermont

Pace Analytical Services, Inc.
1233 Dublin Road
Columbus, OH 43215

(614)486-5421

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

METHOD BLANK: 981160

Associated Lab Samples:

Matrix: Water

5086585013, 5086585014, 5086585015

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers

Methylene Chloride ug/L ND 5.0 09/17/13 22:08

0-Xylene ug/L ND 5.0 09/17/13 22:08

Styrene ug/L ND 5.0 09/17/13 22:08
Tetrachloroethene ug/L ND 5.0 09/17/13 22:08

Toluene ug/L ND 5.0 09/17/13 22:08
trans-1,2-Dichloroethene ug/L ND 5.0 09/17/13 22:08
trans-1,3-Dichloropropene ug/L ND 5.0 09/17/13 22:08
Trichloroethene ug/L ND 5.0 09/17/13 22:08
Trichlorofluoromethane ug/L ND 5.0 09/17/13 22:08

Vinyl chloride ug/L ND 2.0 09/17/13 22:08
4-Bromofluorobenzene (S) %. 97 80-114 09/17/13 22:08
Dibromofluoromethane (S) %. 104 79-116 09/17/13 22:08
Toluene-d8 (S) %. 98 81-110 09/17/13 22:08
LABORATORY CONTROL SAMPLE: 981161

Spike LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers

1,1,1-Trichloroethane ug/L 50 43.8 88 71-129
1,1,2,2-Tetrachloroethane ug/L 50 48.0 96 66-126
1,1,2-Trichloroethane ug/L 50 51.0 102 77-130
1,1,2-Trichlorotrifluoroethane ug/L 50 46.1 92 68-139
1,1-Dichloroethane ug/L 50 43.8 88 75-130
1,1-Dichloroethene ug/L 50 43.6 87 68-127
1,2,3-Trichlorobenzene ug/L 50 46.9 94 70-130
1,2,3-Trichloropropane ug/L 50 53.0 106 58-142
1,2,4-Trichlorobenzene ug/L 50 47.6 95 68-131
1,2-Dibromo-3-chloropropane ug/L 50 52.1 104 64-124
1,2-Dibromoethane (EDB) ug/L 50 53.4 107 76-125
1,2-Dichlorobenzene ug/L 50 52.8 106 75-123
1,2-Dichloroethane ug/L 50 48.4 97 75-128
1,2-Dichloropropane ug/L 50 51.5 103 74-121
1,3-Dichlorobenzene ug/L 50 50.9 102 74-122
1,4-Dichlorobenzene ug/L 50 53.3 107 76-120
2-Butanone (MEK) ug/L 250 251 100 58-139
2-Hexanone ug/L 250 246 99 54-140
4-Methyl-2-pentanone (MIBK) ug/L 250 246 98 58-138
Acetone ug/L 250 250 100 49-150
Benzene ug/L 50 48.8 98 74-122
Bromochloromethane ug/L 50 59.0 118 63-132
Bromodichloromethane ug/L 50 49.5 99 62-136
Bromoform ug/L 50 49.0 98 44-134
Bromomethane ug/L 50 72.4 145 22-181
Carbon disulfide ug/L 100 94.8 95 59-132
Carbon tetrachloride ug/L 50 48.2 96 56-137
Chlorobenzene ug/L 50 48.8 98 78-123

Date: 09/19/2013 01:26 PM
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ace Analytical

www.pacelabs.com

Project: West Vermont
Pace Project No.: 5086585

Pace Analytical Services, Inc.
1233 Dublin Road
Columbus, OH 43215

(614)486-5421

QUALITY CONTROL DATA

Pace Analytical Services, Inc.

7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

LABORATORY CONTROL SAMPLE: 981161
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers

Chloroethane ug/L 50 49.7 99 60-144
Chloroform ug/L 50 45.6 91 78-126
Chloromethane ug/L 50 45.9 92 42-134
cis-1,2-Dichloroethene ug/L 50 45.8 92 75-122
cis-1,3-Dichloropropene ug/L 50 58.5 117 64-126
Cyclohexane ug/L 50 ND 93 62-119 N2
Dibromochloromethane ug/L 50 57.2 114 58-128
Dichlorodifluoromethane ug/L 50 46.2 92 35-181
Ethylbenzene ug/L 50 49.3 99 66-133
Isopropylbenzene (Cumene) ug/L 50 50.6 101 69-124
mé&p-Xylene ug/L 100 101 101 70-124
Methyl acetate ug/L 50 46.8J 94 10-142 N2
Methyl-tert-butyl ether ug/L 100 102 102 69-122
Methylcyclohexane ug/L 50 47.4) 95 63-130 N2
Methylene Chloride ug/L 50 47.3 95 68-132
0-Xylene ug/L 50 50.5 101 70-124
Styrene ug/L 50 50.4 101 74-126
Tetrachloroethene ug/L 50 43.7 87 69-130
Toluene ug/L 50 48.6 97 72-122
trans-1,2-Dichloroethene ug/L 50 47.7 95 72-124
trans-1,3-Dichloropropene ug/L 50 51.1 102 64-121
Trichloroethene ug/L 50 45.9 92 76-126
Trichlorofluoromethane ug/L 50 51.2 102 76-149
Vinyl chloride ug/L 50 49.0 98 59-126
4-Bromofluorobenzene (S) %. 99 80-114
Dibromofluoromethane (S) %. 98 79-116
Toluene-d8 (S) %. 101 81-110

Date: 09/19/2013 01:26 PM
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Pace Analytical Services, Inc. Pace Analytical Services, Inc.

aCBAnalytlcal® 1233 Dublin Road 7726 Moller Road

E www.pacelabs.com Columbus, OH 43215 Indianapolis, IN 46268
(614)486-5421 (317)875-5894

QUALIFIERS

Project: West Vermont
Pace Project No.: 5086585

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.
ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.

PRL - Pace Reporting Limit.

RL - Reporting Limit.

S - Surrogate

1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

NC - Not Calculable.

SG - Silica Gel - Clean-Up

U - Indicates the compound was analyzed for, but not detected.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.

ANALYTE QUALIFIERS

L3 Analyte recovery in the laboratory control sample (LCS) exceeded QC limits. Analyte presence below reporting limits in
associated samples. Results unaffected by high bias.
N2 The lab does not hold TNI accreditation for this parameter.

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
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ace Analytical

www.pacelabs.com

Pace Analytical Services, Inc.
1233 Dublin Road
Columbus, OH 43215

(614)486-5421

QUALITY CONTROL DATA CROSS REFERENCE TABLE

Pace Analytical Services, Inc.
7726 Moller Road
Indianapolis, IN 46268

(317)875-5894

Project: West Vermont
Pace Project No.: 5086585
Analytical
Lab ID Sample ID QC Batch Method QC Batch Analytical Method Batch
5086585001 WVS-Tripblank-091013 EPA 8260 MSV/57201
5086585002 WVS-MWWES-04A-091013 EPA 8260 MSV/57201
5086585003 WVS-MWWES-04B-091013 EPA 8260 MSV/57201
5086585004 WVS-MWWES-03A-091013 EPA 8260 MSV/57201
5086585005 WVS-MWWES-03B-091013 EPA 8260 MSV/57201
5086585006 WVS-MWWES-05A-091013 EPA 8260 MSV/57201
5086585007 WVS-MWWES-05B-091013 EPA 8260 MSV/57201
5086585008 WVS-MWWES-DUP1-091013 EPA 8260 MSV/57201
5086585009 WVS-MWWES-05C-091113 EPA 8260 MSV/57201
5086585010 WVS-MWWES-02A-091113 EPA 8260 MSV/57201
5086585011 WVS-MWWES-02B-091113 EPA 8260 MSV/57201
5086585012 WVS-MWWES-02C-091113 EPA 8260 MSV/57201
5086585013 WVS-MWWES-01A-091113 EPA 8260 MSV/57258
5086585014 WVS-MWWES-01B-091113 EPA 8260 MSV/57258
5086585015 WVS-MWWES-01C-091113 EPA 8260 MSV/57258

Date: 09/19/2013 01:26 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..

Page 43 of 48



3 . . _
200Z-ABIN-G . *20"ASI0Z0-0-TTV-d . | shepog ss_; pred jou 8925 Aue 1oy uow Jod %g'), Jo Y sa_ & Bujeaipe pur suus) Aep o€ 13N 8,998 Bupdeoos aie nok uuo} s mscm_w g :ejoN Juepodu),

BEN T :

m. | va mm w. _poudis 31va B zm._._sEm% FUNLYNOIS . HO X
EXd ,mmm 23 | & zm._._s_<2oo§zpz_¢m TYNID kS]
3 202 |.28 > = - — — — - 3

g S £g 8 ‘ ;

8 8 > R o . - _ _ gl

— 2]
\m\mﬁ #\_, ]

- SNOILIONOD SdWVS

X 3 oo
EN Ml L m :Rva wdol wﬂ??wén&,z
1 13 el LT | &tubo ~-470 lww\%sfo.mﬂ??u_
[ 1«€] e . M\\s\\m 1 1 M:\ m@\dho‘BvaBElw>Z ‘
Wl £ e | A | €701 r@l,a,ia\uw\sg\m}\s
LN HEEN St 1 750 -
el N
POl sl 1 & o_e?wmmlw,03351w>2
x| 2l _ |- ETaTb0 ~Hgp ~Sammui-sAM
IX] X IR  s101L,0 ~9p0-SamMMW -~ SN
-] Kl R . S 101L g ~UpO-SIMMG-SAN,
i l ‘ LT TN el || sre/go e al=snv[v]
ai nwj_,wazw«owﬁhw_.ooun_ W | %W mw .M M m W m .nwu M., m L TWIL |- 3va | GmiL | diva m .w m
s ] 20 Aal § 0 ool = ot I Lol 1 eloje [ I |
21 10 319l fel €170 m X . :
1ol humw_w w | HE m‘ m 5 it onseg NDINN 38 LSNI sqi edwes __ ,
z| = N ™8] & &Y F160Z) -
: 2 AH : AN E o QIFIdAVS |
5| -t ; | HH - T b |
1 . Javis T 5 p . o
o B ] 2 : 3 D o
T mm%mb%&&, - Q3EL03TI00 W ..w % Eﬁeesﬁgm.”_““ ;
. weiums| 997158/ ,.\‘ag&éuﬁﬁsgzﬁé R —
- I 0 X T Y—" PS5 71 I
. ) ENMEMMM ozﬂm\EN%mch:m TQ)\@!MMUN\& )MU@\» m\ o._._hwEL,. ’
o R “@V.E. ) ) HER 1 QL @S«O,SO EdrA™
e ] INIEOVRUPINGZ
) . uopuUONY o L ... . o] yodey WCOrf)B_oW CQ+MN§>:EE3
T uopeusojuiesiomd - o 5%.5@:. welaid pasnbey - 1 uopewo) ey pesnbey
- . ‘D uopdsg C- € uopjoag _ : 7 yuoposg

| I

woe-sqejased-iem

[eINAeLY 80%,

e i

“Aiejeinooe pejoldioo eq Jsnuu spiel JueAsie! v -LNFNGOOT TVEET & St ApOISNg-o-uuD ouL

Juswnaoq 3senbey [eonAleuy / AQOLSNI-O-NIVHD




1 Aep o€ 13N s.608d Bupdsooa ere nok uvo} sy BuuBs 4q :ejoN wapod,

L00z-ke-G1 ‘20°Ae10Z0-D-TTv-d B gSSsﬁEui“o:ﬁ_oEEﬂe tpuow sod gm:e 4o oje) 6 B pue sutte}
m. g ol = m g hw_ﬁmﬁﬁ zm....s%% mm:._.<zo_m

E EH el 25 | 5 *NTTAAVS Jo bUEN LN I¥YNIDIHO al
TE (mv& Z5 3 — - — e =
g 2 21 ° o ey D e T

e - - = [®)

@

L. Q

ALYy [ A

SNOLLIGNOD F1dIIvVS

10

ouum= :

Aieyeingoe pajeidities eq Isnw spisly JueAeiel (I ' LNGWNDOQA TWOIT &S| APOISNOLo-uey) syl

jJuswnooq 1senbay jeanhleuy / AQOLSND-4O-NIVHD

R — P = LI
- &\Jv\\ . Rl (4] [ete?] pr M:avosu_ovwmyg\ss -SAM]E
PO ] KX €] o JeteI T T ~ $TTTG0~ F0 < Satmii~SAM | £

CI— - R TTE T SO 7| | m:ae.,s@&ﬁks\m_é:u
A <=lol=lzIzIzz[=e] = I e | SNl [ 2V @ =] e
ﬂ_nu.:oz“_bc_o._n_ooﬂn_ | M | %.W m,wm Mm Wn_m.m.mu ._N_, M ETI ava WL . | | | m w @M
m : ?-.mr qu il B m 8 M w M 10 . lewo w#
121 @ m m g 3|06 sL . censsiL  3INDINA mmhm:s_ salsidweg ||
i |12 als ?le| % aEdwvs |
= =] @ E - m; m 1 uﬁmh%w " . X
3 , - ' 21E ] o !
E | I I P = |
i 2 : - : 9 w Ma  selem Bupupg . I
- senjenessld ‘ " .A3LOITION - Slg| T . . uopsuop weropannbayl | |
, . =[] sepoomaen quepsss|
00 GM@\; \ .Su.&\ g...bo\;m._sgzs&em B Etwﬁno_.n _.sué_rs_
T N N > I\L\QS\Q.) +wﬂ@3 oEuZ«o&wE Xed M.MM *«\NT o:o;m
¥IHO vioy 1 Isn ‘ ‘ o _ ".ozseoowaﬁa T -S5O ANEOCIG] |
‘mm._&goz_v_z_mo L xm.Esmz:omw | saadnN | B ssesppy] N JHJF%QQEQ 2&.#
v%y T ] "mEuz»:.waioo ] . "o._,.»aoo _ a»ﬁ \\%XQ.‘Z ‘*&oz @&
.m H m m&.ﬁ . Eow:ou.< | ; o._.ra%m_ . M(@L.S_QM <£§ >=unEvo- '
" {UogeULIoiu| 0l0AU] S Sﬁ::e:_ 1oslosd peanbay m .aﬁﬁec_ elS peanbdy. .
o O uoposg B guopoesg : _«Mw

¥ uo;




I

’) np
,[f;;e’q"ammn Client Name:

Courier: [] Fed Ex [JUPS [Jusps (M client [ Tommercial

[None

Tracking #:
Custody Seal on Cooler/Box Present: [_] yes Iﬁ no
Packing Material: [ ] Bubble Wrap EBubble Bags

(33a6AblDE

Sﬁ&ﬁ)\w ”P‘roject# Qf’ @5}5\

D’ace Other
Sealsintact [Jyes [] no .?f::ﬁ 'I:efrseoeszse? e
\
wer  2PhckS

Thermometer Used (B Type of ice: (Wet/ Blue None O Samples on ice, cooling process has begun

Cooler Temperature K . "IOC, lce Visible in Sample Containers: [] Yes e _no

(Corrected, if applicable) Date and Inkials.of k

Temp should be above freezing to 6°C Comments: contents: {

Chain of Custody Present: os [INo DN/Av 1. _

|chain of Custody Filled Out: ges‘ Ono Onal2. -

Chaih of Custody Relinquished: w{es CNe  [Inia |3,

Sampler Name & Signature on COC: Oves 5l [na |4,
{Short Hold Time Analysis (<72hr): [ves ‘,$\|o CIn/A |5,

Rush Turn Around Time Requested: CIYes )’Zﬁlo CIniA |6,

Containers Intact: Dves ®fvo Onaf7. | u.‘ q,l ~C() r O (,A' h Mo lLe ; \ fece (A1C
Sample Labels match COC: Oves o Cina s, Lw o~ P?_ 2 dp ¢eocC S FD o g

-Includes dateftime/ID/Analysis 018 ,W 1G 10 (L.u,t U:G\l y SaY O (A "L} mg

All containers.needing acid/base pres. have been checked? Oves CINo ?\VAF 0. circle) HNO3 H2S04 NaOH Hel ' lq l a
exceptions: VOA, collform, TOC, 0&G

comtanes s Son a7 s Do i

Headspace in VOA Vials ( >6mm): OvYes l% Clnva 110.

IL-INo O |11,

Trip Blank Present:

C}:u~ od Sei sPen

Samples Arrived within Hold Time: Clves [no [Invaf12.

Sufficient Volume: Oves [No [InA 13,

Correct Containers Used: Oves CiNo [Inia |14, »

Client Notification/ Resolution: ' Field Data Required? Y /I N
Person Contacted: Date/Time:

Comments/ Resolution:

717

/ 7

Project Manager Review:

Form F-IN-Q290-rev.04, 28Apr2011

7/

Date: 7 / ,,L/ (3

v ( T
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